
Charlie Crist
Governor

SOMS Document ID
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Ana M. Viamonte Ros, M.D., M.P.H.
Secretary of Health

March 15, 2007
!. D. # E87668

Energy Laboratories, Inc. - MT
P. O. Box 30916
Billings, MT 59107-0916

Dear Laboratory Director:

Attached is a copy of the February 12-14, 2007 On-Site Assessment Report, Certificate and
Laboratory Scope of Accreditation, and the Statement of Deficiencies and Plan of Correction, DH Form 1137.

Please complete the Statement of Deficiencies and Plan of Correction per instructions on the back of
the form, sign and return the original to this office along with any additional documentation required by this
report within thirty (30) days of receipt.

A primary function of this agency is to assist facilities in maintaining standards consistent with good
laboratory practice through compliance with minimum standards. If you have questions as to what is
necessary to establish compliance with the rules for laboratory certification or if this agency may be of
assistance in meeting these requirements, please feel free to call me at (904) 791-1597.

Sincerely,

Jorge Vargas
Chemist III
Environmental Laboratory Certification Program

JV/rm

Bureau of Laboratories
P. O. Box 210, Jacksonville, Florida 32231-0042



Charlie Crist
Governor

Ana M. Viamonte Ros, M.D., M.P.H.
Secretary of Health

March 15, 2007
I. D. # E87668

Energy Laboratories, Inc. - MT
P. O.Box30916
Billings, MT 59107-091 6

Dear Laboratory Director:

During the on-site assessment referenced in the attached report, authorized personnel at your
laboratory indicated that certification for the following was to be voluntarily relinquished:

Analytes

Molinate

Method

Drinking Water
EPA 525.2

Solid Chemical Materials
Paint Filter Liquids Test EPA 9095

Please be advised that the Department of Health has made the necessary changes to the scope of
your laboratory's certification final as of February 14, 2007. The attached Laboratory Scope of Accreditation
reflects the Fields of Accreditation for which the laboratory is now certified.

If there are any questions regarding this action, please contact the Environmental Laboratory
Certification Program immediately at 904-791-1599 or e-mail me at steve_arms@doh.state.fl.us.

Sincerely,

Stephen A. Arms
Administrator
Environmental Laboratory Certification Program

SAA\rm

Bureau of Laboratories
P. 0. Box 210, Jacksonville, Florida 32231-0042



NATIONAL ENVIRONMENTAL LABORATORY
ACCREDITATION PROGRAM

ON-SITE LABORATORY ASSESSMENT REPORT
Bureau of Laboratories

Florida Department of Health

Laboratory: Energy Laboratories, Inc. - MT

Address: 1120 South 27th Street j
Billings, MT 59107-0916 j

|
(mailing) P.O. Box30916 I

Billings, MT 59107-0916 I

I. D. Number E87668

Date of Assessment: February 12-14, 2007

Categories Assessed: Drinking Water - Group I Unregulated Contaminants, Group II Unregulated
Contaminants, Group III Unregulated Contaminants, Other Regulated
Contaminants, Primary Inorganic Contaminants, Secondary Inorganic
Contaminants, Synthetic Organic Contaminants, Radiochemistry; Non-Potable
Water - Extractable Organics, General Chemistry, Metals, Pesticides-Herbicides-
PCB's, Toxicity, Volatile Organics; Solid and Chemical Materials - Extractable
Organics, General Chemistry, Metals, Pesticides-Herbicides-PCB's, Volatile
Organics

Assessors: Jorge Vargas, Carl K. Kircher, Maurice A. Downer

I. INTRODUCTION:

This laboratory was inspected on-site to verify compliance with Florida Administrative Code (FAC) Rule 64E-1,
Certification of Environmental Testing Laboratories, which incorporates by reference the 2003 standards adopted
at the National Environmental Laboratory Accreditation Conference (NELAC).

II. DEFICIENCIES:

See the accompanying DH Form 1137. Proposed corrective action plans, estimated completion dates, and
original signatures & dates from responsible laboratory officials must be returned on this form to this office within
30 days of receipt of this report.

III. LABORATORY TECHNICAL DIRECTORS (Name & Title):

William T. Brown Laboratory President
John M. Standish Laboratory Director
Cornelius A. Valkenburg, Ph.D. Laboratory QA\QC Officer

IV. COMMENTS:

1. Previous deficiencies cited during the on-site assessment of January 24-25, 2005 were assessed to
determine the efficacy of the corrective action plans. No repeat deficiencies were identified during this
assessment

2. The Quality Manual Revision 10, with an effective date of December 6, 2005, was in place at the time of
the on-site assessment.

3. On February 14, 2007 at the exit conference, the laboratory hand delivered a Florida Department of
Health (FDOH) Application for the Certification of Environmental Testing Laboratories with $200 application fee
for the Fields of Accreditation below. Based on observations made during this assessment and the laboratory



having satisfied proficiency testing requirements, these Fields of Accreditation will be considered for certification
and NELAP Accreditation once this Accrediting Authority is in receipt of acceptable Plans of Corrections. The
effective date of certification will be no earlier than the dates that acceptable Plans of Correction for the cited
deficiencies are received in this office, and invoiced on-site assessment expense fees are paid. This hand-
delivered application is deemed complete, and all Fields of Accreditation not listed below are considered
withdrawn.

Note: * to be added to FDOH Scope

Analytes Method

Solid Chemical Materials

Total Cyanide
Amenable cyanide
4-Chloroaniline
Uranium
1 -Methylnaphthalene
4-Chloro-2-methylphenol*
4-Dimethyl aminoazobenzene
4-Chloroaniline

Analytes

Ceriodaphnia dubia
Daphnia magna
Pimephales promelas
Pimephales promelas
Ceriodaphnia dubia
Calcium
Iron
Magnesium
Potassium
Sodium
Uranium
Total Cyanide
Sulfide
Sulfde
PH
Filterable Residue
Non Filterable Residue
Total Residue
Acetone
Methyl Ethyl Ketone
Nitropropane*
Cyclohexanone
Dibenz(a, h) acridine*
6-Methylchrysene*
1-Methylnaphthalene
4-Chloro-2-methylphenol*
Quinoline
4-Chloroaniline
4-Dimethyl aminoazobenzene
Diphenylamine
Thiophenol (Benzenethiol)
Parathion, ethyl
Parathion

EPA 9012
EPA 9012
EPA 8270
EPA 6020
EPA 8270
SOP 50-009 (Based on EPA 8270)
SOP 50-009 (Based on EPA 8270)
EPA 8270

Method

Non-Potable Water

EPA/821/R-02/012 (EPA 2002)
EPA/821/R-02/012 (EPA 2021)
EPA/821/R-02/012 (EPA 2000)
EPA/821/R-02/013 (EPA 1000)
EPA/821/R-02/013 (EPA 1002)
SOP 50-213 (Based on EPA 200.8)
SOP 50-213 (Based on EPA 200.8)
SOP 50-213 (Based on EPA 200.8)
SOP 50-213 (Based on EPA 200.8)
SOP 50-213 (Based on EPA 200.8)
EPA 200.8, EPA 6020
EPA 9012
EPA376.1,SM4500S=E
EPA 376.2, SM4500S= D
SM4500H+ B
SM 2540 C
SM 2540 D
SM 2540 B
SOP 50-227 (Based on EPA 624)
SOP 50-227 (Based on EPA 624)
SOP 50-006 (Based on EPA 8260)
SOP 50-006 (Based on EPA 8260)
SOP 50-009 (Based on EPA 8270)
SOP 50-009 (Based on EPA 8270)
EPA 8270
SOP 50-009 (Based on EPA 8270)
SOP 50-009 (Based on EPA 8270)
EPA 8270
EPA 8270
EPA 8270
EPA 8270
EPA 8270
EPA 8270



Analytes Method

Uranium
pH (Primary and Secondary Inorganic)
PCBs (screen as Arochlors)
Acetochlor
Acenaphthylene
lndeno[1,2,3,c,d]pyrene
2,21,414',5,6'-Hexach]orobiphenyl
2,2',4,4'-Tetrachlorobiphenyl
2,4-DB
Dichlorprop
alpha-Chlorodane
gamma-Chlorodane
trans-Nonachlor
Cis-Nonachlor

Drinking Water

EPA 200.8 (Radiochemistry Category - additional fees required)
SM 4500H+ B
EPA 525.2
EPA 525.2
EPA 525.2
EPA 525.2
EPA 525.2
EPA 525.2
EPA 515.1
EPA 515.1
EPA 505
EPA 505
EPA 505
EPA 505

4. The Laboratory QA/QC Officer Cornelius A. Valkenburg, Ph. D. requested to voluntarily relinquish
certification for the Fields of Accreditation mentioned below.

Analytes

Molinate

Method

Drinking Water
EPA 525.2

Solid Chemical Materials
Paint Filter Liquids Test EPA 9095

5. Because these analytes are not validated in the methods, the following Fields of Accreditation cannot be
certified:

Analytes

Calcium
Magnesium
Iron
Potasium
Naphthalene
1-Methylnaphthalene
2-Methylnaphthalene

Method

Drinking Water

EPA 200.8
EPA 200.8
EPA 200.8
EPA 200.8
EPA 525.2
EPA 525.2
EPA 525.2

6. The application submitted on February 7, 2005 was assessed and completed during this on-site
assessment. The following Fields of Accreditation with an asterisk (*) were recommended for additional
certification during the on-site assessment of January 24-25, 2005, as comment 4 of that report and applied in the
February 7, 2005 application. The effective date will be as of April 27, 2005 on which plans of corrections were
accepted.

Analytes Method

Solid Chemical Materials



Beta-Naphthylamine SOP 50-009 (based on EPA 8270)
Parathion, ethyl* EPA 8270
Thiophenol (Benzenethiol)* EPA 8270

7. The Laboratory QA/QC Officer Cornelius A. Valkenburg, Ph. D. no longer wants to pursue certification for
Diphenylamine by EPA 8270 applied February 7, 2005 in the Solid Chemical Materials and requested it be
withdrawn.

8. Although the Florida Department of Health Environmental Laboratory Certification Program does not
certify laboratories for preparation methods, they are assessed against applicable NELAC Standards during the
on-site assessment. For the benefit of potential clients and secondary accrediting authorities that offer such
accreditation, the following sample preparation methods were assessed against applicable NELAC Standards and
were determined to meet the relevant Standards once the relevant deficiencies are corrected with acceptable
Plans of Correction:

Separatory Funnel Liquid-Liquid Extraction EPA 351OC
Continuous Liquid-Liquid Extraction EPA 3520C
Soxhlet Extraction EPA 3540C
Ultrasonic Extraction EPA 3550B
Waste Dilution EPA 3580A
Purge-and-Trap EPA 5030B
Florisil Column Cleanup EPA 3620
Silica Gel Cleanup EPA 3630C
Acid-Base Partition Cleanup EPA 3650A
Sulfur Cleanup EPA 3660B
Sulfuric Acid/Permanganate Cleanup EPA 3665A

9. It is intention of laboratory to consolidate this laboratory with Energy Laboratories, Inc. #2 - E87669 for
which an application may be submitted and addressed at the given time.

10. Deficiencies cited herein may not be limited to those methods specified. Corrective actions are to be
addressed in all areas of the laboratory where deficiencies may apply.

V. CONCLUSIONS:

The laboratory's personnel, procedures, equipment, facilities, and quality system are in compliance with the
requirements of FAC Rule 64E-1 and the 2003 NELAC Standards. When the deficiencies listed in Section II are
corrected and invoiced certification and travel expense fees are paid, certification and data acceptance are
recommended for Fields of Accreditation in the following category(ies):

Drinking Water- Group I Unregulated Contaminants, Group II Unregulated Contaminants, Group III Unregulated
Contaminants, Other Regulated Contaminants, Primary Inorganic Contaminants, Secondary Inorganic Contaminants,

Synthetic Organic Contaminants, Radiochemistry; Non-Potable Water - Extractable Organics, General Chemistry, Metals,
Pesticides-Herbicides-PCB's, Toxicity, Volatile Organics; Solid and Chemical Materials - Extractable Organics, General

Chemistry, Metals, Pesticides-Herbicides-PCB's, Volatile Organics

The above category(ies) are referenced in 64E-1.007, Florida Administrative Code.



STATE OF FLORIDA DEPARTMENT OF HEALTH
STATEMENT OF DEFICIENCIES AND PLAN OF CORRECTION

READ INSTRUCTIONS ON BACK CAREFULLY BEFORE COMPLETING

LABORATORY: LAB I.D. NO.: DATE SURVEY COMPLETED: SURVEYOR:

Jorge Vargas, Carl C.
Kircher, Maurice A.

Energy Laboratories, Inc. - MT E87668 February 12-14, 2007 Downer
PARAMETERS SURVEYED:

Drinking Water - Group I Unregulated Contaminants, Group II Unregulated Contaminants, Group III Unregulated
Contaminants, Other Regulated Contaminants, Primary Inorganic Contaminants, Secondary Inorganic Contaminants,

Synthetic Organic Contaminants, Radiochemistry; Non-Potable Water - Extractable Organics, General Chemistry,
Metals, Pesticides-Herbicides-PCB's, Toxicity, Volatile Organics; Solid and Chemical Materials - Extractable Organics,

General Chemistry, Metals, Pesticides-Herbicides-PCB's, Volatile Organics

0)
I.D.

PREFIX
TAG

1.

2.

3.

4.

5.

6.

(2) (3)
SUMMARY STATEMENT OF DEFICIENCIES LABORATORY'S PLAN OF CORRECTION

(Each corrective action should be cross-referenced to the appropriete deficiency)

NELAC 5.4.3.2.1 - A master list or equivalent document control procedure has not been
established to identify the current revision status and distribution of documents in the
quality system and to preclude the use of invalid and/or obsolete documents (Methods
SOP list available does not accurately identify which method version is referred to or if the
method is obsolete).

NELAC 5.4.12.1 .5(b) - Not all information relat ng to the laboratory facilities equipment,
analytical test methods, and related laboratory activities is documented (e.g., temperature
readings for mercury not documented, volumetric checks on amber sample bottle used in
EPA 525.2/625/8270 not documented; Whole Effluent Toxicity - Test chambers sizes and
test solution volumes not documented, quantity and type of food to feed test organism not
documented, light intensity not documented and photoperiod not documented).

NELAC 5.4.12.2.3 - Laboratory does not take measures to avoid loss or change of
original data in records stored electronically (Spreadsheets used, e.g. inorganics, not
protected or printed to a PDF file were data could not be altered once completed).

NELAC 541225 3(i) — Analytical records do not include traceability to reagent origin
used (Diazomethane solution not documented, Silica Gel fractionation or cleanup sorbent
e.g. TX 1006/MA-EPH not documented on all batchs).

NELAC 5.4.12.2. 5.3(m) -Analytical records do not include software documentation and
verification (Formulas on spreadsheets used, e.g. inorganics, not validated).

NELAC 5.4. 12. 2. 5.3(n) -Analytical records do not include method performance criteria
including expected quality control requirements (TX 1006 for each aliphatic and aromatic).

W
COMPLETION

DATE

SIGNATURE:
Responsible Official DATE

Page 1 of 4

DH FORM 1137, 3/97 Please see reverse side of form



STATE OF FLORIDA DEPARTMENT OF HEALTH
STATEMENT OF DEFICIENCIES AND PLAN OF CORRECTION

READ INSTRUCTIONS ON BACK CAREFULLY BEFORE COMPLETING

LABORATORY: LAB I.D. NO.: DATE SURVEY COMPLETED: SURVEYOR:

Jorge Vargas, Carl C.
Kircher, Maurice A.

Energy Laboratories, Inc. - MT E87668 February 12-14, 2007 Downer
PARAMETERS SURVEYED:

Drinking Water - Group I Unregulated Contaminants, Group II Unregulated Contaminants, Group III Unregulated
Contaminants, Other Regulated Contaminants, Primary Inorganic Contaminants, Secondary Inorganic Contaminants,

Synthetic Organic Contaminants, Radiochemistry; Non-Potable Water - Extractable Organics, General Chemistry,
Metals, Pesticides-Herbicides-PCB's, Toxicity, Volatile Organics; Solid and Chemical Materials - Extractable Organics,

General Chemistry, Metals, Pesticides-Herbicides-PCB's, Volatile Organics

(D
I.D.

PREFIX
TAG

7.

8.

9.

10.

11.

12.

13.

(2) (3)
SUMMARY STATEMENT OF DEFICIENCIES LABORATORY'S PLAN OF CORRECTION

(Each corrective action should be cross-referenced to the appropriate deficiency)

NELAC 5.4.12.2.5.4(b) — Records of demonstration of capability for each analyst are not
kept up-to-date (e.g., PCB congeners).

NELAC 5.5.4.1 - Deviations from environmental test methods are not documented
(Component std. of i-C5 to 1,2,4-Trimethylbenzene used instead of C8 to 1,2,4-
Trimethylbenzene - MT-GRO, a TFT used instead of 2,5-Dibromotoluene - MA-VPH).

NELAC 5.5.4.7.1(c) - Standard operating procedures for manual calculations and manual
integrations are not available.

NELAC 5.5.4.7.2(b) - Procedure for protection of electronic data has not been established
and implemented (Not all computer work stations lock-out when not in use).

NELAC 5.5.5.2 - The laboratory does not calibrate and/or verify all equipment to establish
that it meets specified requirements and complies with the relevant standard
specifications, before being put into service (Amber sampling bottle volumetric, used in
EPA 525.2/625/8270, not checked again a NIST traceable Class A volumetric).

NELAC 5.5.5.2.1(d) -The laboratory does not check balances with NIST- traceable
references prior to use on each working day in the expected use range (When weighing
soil samples, e.g. EPA 8260).

NELAC 5.5.5.2.1(e) - Mechanical volumetric dispensing devices and burettes (except
Class A glassware) are not checked for accuracy on a quarterly use basis (Glass micro-
liter syringes certificate attesting to established accuracy not available for all extractions
where final volume based on glass syringe for EPA 525.2, 625, 8270. Accuracy for 4-mL
volumetric dispenser for MTBE during EPA 552.2 extraction not checked).

(4)
COMPLETION

DATE

SIGNATURE:
Responsible Official DATE

Page 2 of 4

DH FORM 1137, 3/97 Please see reverse side of form



STATE OF FLORIDA DEPARTMENT OF HEALTH
STATEMENT OF DEFICIENCIES AND PLAN OF CORRECTION

READ INSTRUCTIONS ON BACK CAREFULLY BEFORE COMPLETING

LABORATORY:

Energy Laboratories, Inc. - MT

LAB I.D. NO.:

E87668

DATE SURVEY COMPLETED:

February 12-14, 2007

SURVEYOR:

Jorge Vargas, Carl C.
Kircher, Maurice A.
Downer

PARAMETERS SURVEYED:
Drinking Water - Group 1 Unregulated Contaminants, Group II Unregulated Contaminants, Group III Unregulated

Contaminants, Other Regulated Contaminants, Primary Inorganic Contaminants, Secondary Inorganic Contaminants,
Synthetic Organic Contaminants, Radiochemistry; Non-Potable Water - Extractable Organics, General Chemistry,

Metals, Pesticides-Herbicides-PCB's, Toxicity, Volatile Organics; Solid and Chemical Materials - Extractable Organics,
General Chemistry, Metals, Pesticides-Herbicides-PCB's, Volatile Organics

(D
I.D.

PREFIX
TAG

14.

15.

16.

17.

18.

19.

(2) (3)
SUMMARY STATEMENT OF DEFICIENCIES LABORATORY'S PLAN OF CORRECTION

(Each corrective action should be cross-referenced to the appropriate deficiency)

NELAC 5.5.6.4(c) - Records on reagent and standard preparation are not maintained
(Diazald solution used for herbicides derivatizations not documented).

NELAC 5.5.9.2 (d) - The laboratory's Chemistry data do not indicate that the quality
control protocols in the test methods manual are being followed (EPA 608 - 3 points initial
calibration for Chlordane, Toxaphene and all Arachlors, no documentation available).

NELAC 5.5.4.1.2(b)(18) - Each test method in the in-house methods manual does not
include or reference identification of data assessment and acceptance criteria for quality
control measures (EPA-VPH, MT-GRO).

NELAC 5.5.4. 1.2(b)(15) - Each test method in the in-house methods manual does not
include or reference calculations (EPA 515.1, 615, 8141, 505, 8082, 525.2).

NELAC 5.1.1 - Additional requirements specified in the mandated test method or
regulation have not been fulfilled:

(1 ) EPA 245.1 - Continuing calibration verification not limited to 90-1 10%
recoveries and not to 95 to 105% for midpoint std. after initial calibration -
sec 9.3.4.

(2) EPA 300.0 - Continuing calibration verification not limited to 90-1 10%
recoveries.

Appendix D.2.8(f) to NELAC Chapter 5 - The laboratory does not maintain the test
temperature as specified in the test method (Whole Effluent Toxicity - temperature
exceeding 26°C).

(4)
COMPLETION

DATE

SIGNATURE:
Responsible Official DATE

Page 3 of 4

DH FORM 1137, 3/97 Please see reverse side of form



STATE OF FLORIDA DEPARTMENT OF HEALTH
STATEMENT OF DEFICIENCIES AND PLAN OF CORRECTION

READ INSTRUCTIONS ON BACK CAREFULLY BEFORE COMPLETING

LABORATORY:

Energy Laboratories, Inc. - MT

LAB I.D. NO.:

E87668

DATE SURVEY COMPLETED:

February 12-14, 2007

SURVEYOR:

Jorge Vargas, Carl C.
Kircher, Maurice A.
Downer

PARAMETERS SURVEYED:
Drinking Water - Group I Unregulated Contaminants, Group II Unregulated Contaminants, Group III Unregulated

Contaminants, Other Regulated Contaminants, Primary Inorganic Contaminants, Secondary Inorganic Contaminants,
Synthetic Organic Contaminants, Radiochemistry; Non-Potable Water - Extractable Organics, General Chemistry,

Metals, Pesticides-Herbicides-PCB's, Toxicity, Volatile Organics; Solid and Chemical Materials - Extractable Organics,
General Chemistry, Metals, Pesticides-Herbicides-PCB's, Volatile Organics

(1)
I.D.

PREFIX
TAG

20.

(2) (3)
SUMMARY STATEMENT OF DEFICIENCIES LABORATORY'S PLAN OF CORRECTION

(Each corrective action should be cross-referenced to the appropriate deficiency)

Appendix D.2.1(a)(2)(i)/ D.2.2 to NELAC Chapter 5 - Interlaboratory precision not
determined an on-going basis through the use of control charts (Whole Effluent Toxicity).

(4)
COMPLETION

DATE

SIGNATURE:
Responsible Official DATE

Page 4 of 4

DH FORM 1137, 3/97 Please see reverse side of form



EVALUATION OF ASSESSORS

To improve the quality and receptiveness of our service to you and to maintain the quality of the laboratory inspection
process, we request you complete the following evaluation. Since your comments are very important, please use the reverse
side of this form to discuss issues not addressed in the items listed below:

Please return this evaluation to:

Dr. Ming S. Chan
Laboratory Director
Florida Department of Health
Post Office Box 210
Jacksonville, Florida 32231

Assessor's name: Jorge Vargas, Carl C. Kircher, Maurice A. Downer Assessment date:

Time Assessor Arrived: // LEFT:

February 12-14, 2007

J5 J.-1

1.

2.

3.

4.

5.

6.

7.

8.

9.

10.

11.

,"..JS|""VrtX .^ "~;-="S— -^V& l̂f^ î-oL:?; ^"£Vsi?^V-

B"°r=?T" -4 -̂i:?"?/ *- 5 f Sjj^J JFJr w i£ '-"î -f/'̂ -f-, --" = i'ĵ l"- i
The assessor contacted you in advance to arrange for
your survey and answered your questions concerning
needed documentation, time for preparation, and other
concerns.
The assessor arrived on time at the agreed upon time
and place.
The goals and objectives of the survey were clearly
delineated in the initial meeting.
The assessor's dress and appearance were
professional and business like.
The assessor's questions and comments were
pertinent to laboratory operations and inspection.
The assessor interacted with your staff in a courteous,
helpful, professional manner.
The survey findings were reflective of your laboratory's
normal operation.
The survey results were summarized in an exit
interview following the survey.
Correcting the deficiencies noted in the survey results
will improve your laboratory's operations and data
quality.
The assessor's comments have been/will be helpful to
your laboratory staff and laboratory operations.
The laboratory certification program is beneficial for
your laboratory's analytical performance and
professional marketability.

-StRO'SGLvJ
--DISAGREE:!.

-is* &.-••> ,-:,
=_DTSAQREE-_
-- -;?=•? L.r- a? -

Xi • ;-" ~:7 J-"3

'NEUTRAUf ^AGREE^- IStRbNGLY'
=T-- AGREE!! 2 1

OPTIONAL - LAB NAME:



State of Florida
Department of Health, Bureau of Laboratories

This Is to certify that

E87668
ENERGY LABORATORIES, INC. - MT

1120 SOUTH 27TH STREET
BILLINGS, MT 59107-0916

has compiled with Florida Administrative Code 64E-1,
for the examination of Environmental samples In the following categories

DRINKING WATER - GROUP I UNREGULATED CONTAMINANTS; DRIN^^^ UNREGULATED CONTAMINANTS, DRINKING
WATER • GROUP III UNREGULATED CONTAMINANTS, DRINklNG AYATEiR-OTHER REGULATED CONTAMINANTS, DRINKING WATER - PRIMARY

INORGANIC CONTAMINANTS, DRINKING WATER - SECONDARY ÎNOR6 !̂C:CONT^»<ANTS, DRINKING WATER - SYNTHETIC ORGANIC
CONTAMINANTS, NON-POTABLE WATER -.EXTRACTABLE ORGANICS; NON^POTABLE WATER ^GENERAL CHEMISTRY, NON-POTABLE WATER -

METALS, NON-POTABLE WATER - PESTiCIDESjHERBICibES^CB^ TOXICrTY, NON-POTABLE WATER - VOLATILE
ORGANICS, SOLID AND CHEMICAL MATERIALS EXTRACTABLE ORGA,NICS, SOLID AND CHEMICAL MATERIALS - GENERAL CHEMISTRY, SOLID

AND CHEMICAL MATERIALS - METALS, SOLID AND CHEMICAL MATERIALS - PEStlCIDES-HERBICIDESiPCB'S, SOLID AND CHEMICAL MATERIALS •
-- V- VOLATILE ORGANICS ; -' '.

Continued certification Is contingent upon successful bn-goihgcompliahce with the NELAC Standards and FAC Rule 64E-1
regulations. Specific methods and analytes certjfi^ are dted ̂  Accreditation for this laboratory and
are on file at the Bureau of Laboratories, P.;p/Box210, Jac^ and customers are urged to verify

with this agency the laboratory's certification status in Florida for particular methods and analytes.

EFFECTIVE March^08y 200* THROUGH June 30, 2007

Dlan Sharma, Ph.D.
Acting Chief, Bureau of Laboratories

Florida Department of Health
DH Form 1697,7/04

NON-TRANSFERABLE £87668-04-3/8/2007
Supersedes all previously Issued certificates



Charlie Crist
Governor

Ana M. Viamonte Ros. M.D., M.P.H.
Secretary of Health

Laboratory Scope of Accreditation Page 1 of 30

Attachment to Certificate #: £87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Drinking Water

Analyte Method/Tech Category
Certification

Type Effective Date

1,1,1,2-TetrachIoroethane , EPA 524.2

1,1,1 -Trichloroethane EPA 524.2

1,1,2,2-Tetrachloroethane EPA 524.2

1,1,2-Tricnloroethane EPA 524.2

1,1 -Dichloroethane EPA 524.2

1,1-Dichloroelhylene EPA 524.2

1,1-Dichloropropene EPA 524.2

1,2,3-TrichIorobenzene EPA 524.2

1,2,3-Trichloropropane EPA 504.1

1,2,3-Trichloropropane EPA 524.2

l,2,4-Trichloroben2ene EPA 524.2

I,2,4-Trimethyll*5nzene EPA 524.2

1,2-Dibromo-3-chloropropane (DBCP) EPA 504.1

1,2-Dibromo-3-chloropropane (DBCP) EPA 524.2

1,2-Dibromoethane (EDB, Ethylene dibromide) EPA 504.1

1,2-Dibromoethane (EDB, Ethylene dibromide) EPA 524.2

1,2-Dichlorobenzene EPA 524.2

1,2-Dichloroethane EPA 524.2

1,2-Dichloropropane EPA 524.2

1,3,5-Trimethylbenzene EPA 524.2

1,3-DichIoroben/fine EPA 524.2

1,3-DichJoropropane EPA 524.2

1,4-Dichlotobenzene EPA 524.2

2,2',3,3',4,4',6-Heptachlofobiphenyl (BZ 171) EPA 525.2

2,2l,3,31,4,5t,6,61-Octachlorobiphenyl (BZ 201) EPA 525.2

2,2',3',4,6-Pentachlorobiphenyl (525.2 typo for EPA 525.2
2,2',3,4',6'-Pentachlorobiphenyl)
2,2-Dichloropropane EPA 524.2

2,3-Dichlorobiphenyl (BZ 5) EPA 525.2

2,4',5-Trichlorobiphenyl (BZ 31) EPA 525.2

2,4-D EPA 515.1

2-Butanone (Methyl ethyl ketone, MEK) EPA 524.2

2-Chlorobiphenyl (BZ 1) EPA 525.2

2-Chlorotoluene EPA 5242

2-Hexanone . EPA 524.2

4-Chlorotoluene EPA 524.2

4-Isopropyltoluene

Croup II Unregulated Contaminants

Other Regulated Contaminants

Group n Unregulated Contaminants

Other Regulated Contaminants

Group II Unregulated Contaminants

Other Regulated Contaminants

Group n Unregulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Group D Unregulated Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Other Regulated Contaminants

Other Regulated Contaminants

Other Regulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Other Regulated Contaminants

Group I Unregulated Contaminants

Group I Unregulated Contaminants

Group I Unregulated Contaminants

Group n Unregulated Contaminants

Group I Unregulated Contaminants

Group I Unregulated Contaminants

Synthetic Organic Contaminants

Group n Unregulated Contaminants

Group I Unregulated Contaminants

Group II Unregulated Contaminants

Group n Unregulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated ContaminantsEPA 524.2

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/24/2005

1/24/2005

1/24/2005

1/5/2004

1/24/2005

1/24/2005

1/5/2004

1/5/2004

1/24/2005

1/5/2004

1/5/2004

1/5/2004

1/5/2004

Expiration Date: 6/30/2007



Charlie Crist
Governor

Aha M. Vlamonte Ros. M.D., M.P.H-
Secretary erf Health

Laboratory Scope of Accreditation Page 2 of 30

Attachment to Certificate #: £87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668 EPA Lab Code: MT00005 (406)252-6325

E87668
Energy Laboratories, Inc. - IWT
1120 South 27th Street
Billings, MT 59107-0916
Matrix: Drinking Water

Analyte
4-Methyl-2-pentanone (MIBK)

Acenaphthylene

Acetone

Acrylonitrile .

Alachlor

Alachlor

Aldrin

Aldrin

alpha-Chlordane

Anthracene

Antimony

Arsenic

Arsenic

Atrazine

Atrazine

Barium

Barium

Benzene

Benzo(a)anthraccnc

Benzo(a)pyrene

Benzo(b)fluoranthene

Benzo(g,h,i)perylene

Benzo(k)fluoranthene

Beryllium

Beryllium

bis(2-Elhylhexyl) phthalate (DEHP)

Bromide

Bromoacetic acid

Bromobenzene

Bromochloroacetic acid

Bromochloromethane

BromodicUoromethane •

Bromoform

Butachlor

Butyl benzyl phthalate

Cadmium

Method/Tech
EPA 524.2

EPA 525 .2

EPA 524.2

EPA 524.2

EPA 505

EPA 525.2

EPA 505

EPA 525.2

EPA 525.2

EPA 525.2

EPA 200.8

EPA 200.7

EPA 200.8

EPA 505

EPA 525.2

EPA 200.7

EPA 200.8

EPA 524.2

EPA 525 .2

EPA 525.2

EPA 525.2

EPA 525.2

EPA 525.2

EPA 200.7

EPA 200.8

EPA 525.2

EPA 300.0

EPA 552.2

EPA 524.2

EPA 552.2

EPA 524.2

. EPA 524.2

EPA 524.2

EPA 525.2

EPA 5252

EPA 200.7

Certification
Category Type
Group II Unregulated Contaminants

Group III Unregulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Group I Unregulated Contaminants

Group 1 Unregulated Contaminants

Group I Unregulated Contaminants

Group III Unregulated Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Other Regulated Contaminants

Group HI Unregulated Contaminants

Synthetic Organic Contaminants

'Group in Unregulated Contaminants

Group III Unregulated Contaminants

Group III Unregulated Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Synthetic Organic Contaminants

Primary Inorganic Contaminants

Group I Unregulated Contaminants

Group II Unregulated Contaminants

Group I Unregulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Group n Unregulated Contaminants

Group I Unregulated Contaminants

Group HI Unregulated Contaminants

Primary Inorganic Contaminants

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

1/5/2004

1/24/2005

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/24/2005

1/24/2005

6/13/2001

6/13/2001

6/13/2001

1/5/2004

1/5/2004

6/13/2001

6/13/2001

1/5/2004

U24/2005

1/5/2004

1/24/2005

1/24/2005

1/24/2005

6/13/2001

6713/2001

1/5/2004

1/24/2005

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/24/2005

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007



Chartis Crist
Governor

M. Vlarnonte Ros, M.D.. M.P.H.
Secretary of Health

Laboratory Scope of Accreditation Page 3 of 30

Attachment to Certificate #: £87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668 . EPA Lab Code: MT00005 (406)252-6325

E87668
Energy Laboratories, Inc. • MT
1120 South 27th Street
Billings, MT 59107-0916
Matrix: Drinking Water

Analyte Method/Tech Category
Certification

Type Effective Date
Cadmium EPA 200.8

Calcium EPA 200.7

Carbon disulfide EPA 524.2

Carbon tetrachloride • EPA 524.2

Chlordane (tech.) EPA 505

Chlordane (tech.) EPA 525.2

Chloride EPA 300.0

Chloroacetic acid EPA 552.2

Chlorobenzene EPA 524.2

Chloroethane EPA 524.2

Chloroform EPA 524.2

Chromium EPA 200.7.

Chromium EPA 200.8

Chrysene EPA 525.2

cis-12-DichloroethyIene EPA 524.2

cis-1,3-Dichloropropene EPA 524.2

Copper EPA 200.7

Copper EPA 200.8

Dalapon EPA 515.1

DCPA mono-acid EPA 515.1

Decachlorobiphenyl (BZ 209) EPA 508A

Di(2-ethylhexyl)adipaie EPA 525.2

Diazinon EPA 525.2

Dibenz(a,h) anthracene EPA 525.2

Dibromoacetic acid EPA 552.2

Dibromochloromethane EPA 524.2

Dibromomethane EPA 524.2

Dicamba EPA 515.1

Dichloroacetic acid EPA 552.2

Dichlorodifluoromethane EPA 524.2

Dichloromethane (DCM, Methylene chloride) EPA 524.2

Dieldrin EPA 505

Dieldrin EPA 525.2

Diethyl phthalate EPA 525.2 .

Dimethyl phthalate EPA 525.2

Di-n-butyJ phthalate EPA 5252.

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Group II Unregulated Contaminants

Other Regulated Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Secondary Inorganic Contaminants

Group I Unregulated Contaminants

Other Regulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Group HI Unregulated Contaminants

Other Regulated Contaminants

Group II Unregulated Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Synthetic jOrganic Contaminants

Group I Unregulated Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Group 1 Unregulated Contaminants

Group III Unregulated Contaminants

Group I Unregulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Group I Unregulated Contaminants

Group I Unregulated Contaminants

Group n Unregulated Contaminants

Other Regulated Contaminants

Group I Unregulated Contaminants

Group I Unregulated Contaminants

Group 1U Unregulated Contaminants

Group III Unregulated Contaminants

Group III Unregulated Contaminants

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NBLAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NBLAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

6/13/2001

6/13/2001

1/5/2004

1/5/2004

1/24/2005

1/5/2004

6/13/2001

1/5/2004

1/5/2004

1/5/2004

1/5/2004

6/13/2001

6713/2001

1/24/2005

1/5/2004

1/5/2004

6/13/2001

6/13/2001

V5/2004

1/24/2005

1/5/2004

1/5/2004

1/24/2005

1724/2005

1/5/2004

1/5/2004

1./5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/24/2005

1/24/2005

1/24/2005

Clients and Customers are urged to verify the laboratory's current certiGcation status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007



Charlie Crist
Governor

Ana M. Viamonte Ros. M.D., M.P.H.
Secretary of Health

Laboratory Scope of Accreditation Page 4 of 30

Attachment to Certificate #: £87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: £87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Drinking Water

Analyte
Dinoseb (2-sec-butyl-4,6-dinitrophenol, DNBP)

EndothaJl

Endrin

Endrin

Ethylbenzene

Fluorene

Fluoride

Fluoride

Fluoride

gamma-BHC (Lindane,
gamma-Hexachlorocyclohexane)
gammsi-BHC (Lindane,
gamma-Hexachlorocyclohcxane)
gamma-Chlordane

Heptachlor

Heptachlor

Heptachlor epoxide

Heptachlor epoxide

Hexachloro benzene

Hexachloro benzene

Hexachlorobutadiene

Hexachlorocyclopentadiene

Hexachlorocyclopentadiene

Isopropylbenzene

Lead

Magnesium

Manganese

Manganese

Mercury

Mercury

Methacrylonitrile

Methoxychlor

Methoxychlor

Methyl bromide (Bromomethane)

Methyl chloride (Chloromethane)

Methyl methacrylate

Methyl tert-butyl ether (MTBE)

Method/Tech
EPA 515.1

EPA 548.1

EPA 505

EPA 525.2

EPA 524.2

EPA 525.2

EPA 300.0

OTHER TECHNICON
380-75WE
SM 4500 F-C

EPA 505

EPA 525.2

EPA 525.2

EPA 505

EPA 525.2

EPA 505

EPA 525.2

EPA 505

EPA 525.2

EPA 524.2

EPA 505

EPA 525.2

EPA 524.2

EPA 200.8

EPA 200.7

EPA 200.7

EPA 200.8

EPA 200.8

EPA 245.1

EPA 524.2

EPA 505

EPA 525.2

EPA 524.2

EPA 524.2

EPA 524.2

EPA 524.2

Category
Synthetic Organic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Other Regulated Contaminants

Group HI Unregulated Contaminants

Primary Inorganic Contaminants

Secondary Inorganic Contaminants

Primary Inorganic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Group I Unregulated Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Group II Unregulated Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Croup II Unregulated Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Secondary Inorganic Contaminants

Secondary Inorganic Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Group II Unregulated Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Group II Unregulated Contaminants

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NBLAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP.

NELAP

NELAP

NELAP

Effective Date
1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/24/2005

1/5/2004

d/13/2001

2/7/2005

1/5/2004

1/5/2004

1/24/2005

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007



Charlie Crist
Governor

Ana M. Vlamonte Ros. M.O.. M.P.H.
Secretary of Health

Laboratory Scope of Accreditation Page 5 of 30

Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Drinking Water

Analyte
Melolachlor

Metribuzin

Naphthalene

n-Butylbenzene

Nickel

Nickel

Nitrate as N

Nitrate as N

Nitrite as N

Nitrite as N

Nitrobenzene

Norflurazon

n-Propylbenzene

Orthophosphate as P

PCBs

Pentachloro ethane

Pentachlorophenol

Pentachlorophenol

pH

Phenanthrene

Picloram

Propachlor (Ramrod)

Propionitrile (Ethyl cyanide)

Pyrene

Residue-filterable (TDS)

sec-Butylbenzene

Selenium

Silica as SiO2

Silver

Silver

Silvex (2.4,5-TP)

Simazine

Simazine

Sodium

Styrene

Sulfate

Method/Tech
EPA 525.2

EPA 525.2

EPA 524.2

EPA 524.2

EPA 200.7

EPA 200.8

EPA 300.0

EPA 353.2

EPA 300.0

EPA 353.2

EPA 524.2

EPA 525.2

EPA 524.2

EPA 300.0

EPA 505

EPA 524.2

EPA 515.1

EPA 525.2

EPA 150.1

EPA 525.2

EPA 515.1

EPA 525.2

EPA 524.2

EPA 525.2

SM2540C

EPA 524.2

EPA 200.8

EPA 200.7

EPA 200.7

EPA 200.8

EPA 515.1

EPA 505

EPA 5252

EPA 200.7

EPA 524.2

EPA 300.0

Certification
Category Type
Group I Unregulated Contaminants

Group I Unregulated Contaminants

Group n Unregulated Contaminants

Group II Unregulated Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Group II Unregulated Contaminants

Group I Unregulated Contaminants

Group II Unregulated Contaminants

Primary Inorganic Contaminants

Synthetic Organic Contaminants

Group 11 Unregulated Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Secondary Inorganic Contaminants

Group Id Unregulated Contaminants

Synthetic Organic Contaminants

Croup I Unregulated Contaminants

Group II Unregulated Contaminants

Group HI Unregulated Contaminants

Secondary Inorganic Contaminants

Group n Unregulated Contaminants

Primary Inorganic Contaminants

Primary Inorganic Contaminants

Secondary Inorganic Contaminants

Secondary Inorganic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Synthetic Organic Contaminants

Primary Inorganic Contaminants

Other Regulated Contaminants

Primary Inorganic Contaminants

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
1/5/2004

1/5/2004

1/5/2004

1/5/2004

6/13/2001

6/13/2001

1/5/2004

6713/2001

1/5/2004

6/13/2001

1/5/2004

1/24/2005

1/5/2004

1/5/2004

1/5/2004

1/5/2004

1/5/2004

U24/2005

6/13/2001

1/24/2005

1/5/2004

1/5/2004

1/5/2004

1/24/2005

6/13/2001

1/5/2004

6/13/2001

6713/2001

6713/2001

6/13/2001

1/5/2004

1/5/2004

1/5/2004

6/13/2001

1/5/2004

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007



Charlie Crist
Governor
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Secretary of Healtti
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Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668

ES7668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Drinking Water

Analyte Method/Tech Category
Certification

Type Effective Date
Terbufos EPA 525.2

tert-Butylbenzene EPA 524.2

Tetrachloroethylene (Perchloroethylene) EPA 524.2

Thallium EPA 200.8

Toluene EPA 524.2

Total cyanide EPA 335.4

Total haloacetic acids EPA 552.2

Total nitrate-nitrite EPA 300.0

Total nitrate-nitrite EPA 353.2

Total trihalomethanes EPA 524.2

Toxaphene (Chlorinated camphene) EPA 505

trans- 1,2-Dichloroethylene EPA 524.2

trans-l,3-Dichloropropylcne EPA 524.2

trans-l,4-Dichloro-2-bulene EPA 5241

trans-Nonachlor EPA 525.2

Trichloroacetic acid EPA 552.2

Trichloroethene (Trichloroethylene) EPA 524.2

TrichlorofluoTOmethane EPA 524.2

Trifluralin (Treflan) EPA 525.2 .

Turbidity EPA 180.1

Vemolate EPA 525.2

Vinyl chloride EPA 524.2

Xylene (total) EPA 524.2

Group I Unregulated Contaminants NELAP 1/24/2005

Group n Unregulated Contaminants NELAP 1/5/2004

Other Regulated Contaminants NELAP 1/5/2004

Primary Inorganic Contaminants NELAP 6/13/2001

Other Regulated Contaminants NELAP 1/5/2004

Primary Inorganic Contaminants NELAP " (i/13/2001

Synthetic Organic Contaminants NELAP 1/5/2004

Primary Inorganic Contaminants NELAP 1/5/2004

Primary Inorganic Contaminants NELAP 6713/2001

Other Regulated Contaminants NELAP 1/5/2004

Synthetic Organic Contaminants NELAP 1/24/2005

Other Regulated Contaminants NELAP 1/5/2004

Group II Unregulated Contaminants NELAP 1/5/2004

Group II Unregulated Contaminants NELAP 1 /5/2004

Group I Unregulated Contaminants NELAP 1/24/2005

Group I Unregulated Contaminants NELAP 1/5/2004

Other Regulated Contaminants NELAP 1/5/2004

Group II Unregulated Contaminants NELAP 1/5/2004

Group I Unregulated Contaminants NELAP 1/24/2005

Secondary Inorganic Contaminants NELAP 6/13/2001

Group I Unregulated Contaminants NELAP 1/24/2005

Other Regulated Contaminants NELAP 1/5/2004

Other Regulated Contaminants NELAP 1/5/2004

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: £87668-04, expiration date June 30,2007.
analytes should be used only when associated with a valid

State Laboratory ID: E87668

£87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005

This listing of accredited
certificate.

(406) 252-6325

Matrix: Non-Potable Water

AnaJyte
1,1,1 ,2-Tetrachloroethane

1.1,1 -Trichloroethane

1,1,1-Trichloroethane

1 , 1 ,2,2-Tetrachloroethane

1 , 1 ,2,2-Tetrachloroethane

1 , 1 ̂ -Trichloroethane

1,1,2-TrichIoroethane

1 , l-Dichloroethane

1 ,1-Dichloroethane

1,1 -Dichloroethylene

1 , 1 -Dichloroethylene

1,1-Dichloropropene

1 ,2,3-TrichIorobenzene

1 ,2,3-TrichIoropropane

1 ,2,4,5-TetrachIorobenzene

1 ,2,4-Trichlorobenzene

1 ,2,4-Trichloro benzene

1 ,2,4-Trichlorobenzene

1 ,2,4-Trimelhylbenzene

l,2-Dibromo-3-chloropropane (DBCP)

1,2-Dibromoethane (EDB, Elhylene dibromide)

1,2-Dichlorobenzene

1,2-Dichlorobenzene

1,2-Dichlorobenzene

1,2-Dichlorobenzene

1 ,2-Dichloroethane

1,2-Dichloroethane

1 ,2-Dichloropropane

1 ,2-Dichloropropane

1 ,2-Diphenylhydrazine

1 ,3,5-Trimethylbenzene

1,3,5-Trinitrobenzene (1,3,5-TNB)

1 ,3 -Dichlorobenzene

1 ,3-Dichlorobenzene

1,3-DichIorobenzene

1 ,3-Dichlorobenzene

Method/Tech

EPA 8260

EPA 624

EPA 8260

EPA 624

EPA 8260

EPA 624

EPA 8260

EPA 624

EPA 8260

EPA 624

EPA 8260

EPA 8260

EPA 8260

EPA 8260

EPA 8270

EPA 625

EPA 8260

EPA 8270

EPA 8260

EPA 8260

EPA 8260

EPA 624

EPA 625

EPA 8260

EPA 8270

EPA 624

EPA 8260

EPA 624

EPA 8260

EPA 8270

EPA 8260

EPA 8270

EPA 624

EPA 625

EPA 8260

EPA 8270

Category

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Extractable Organics

Extractable Organics

Volatile Organics

Extractable Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Extractable Organics

Volatile Organics

Extractable Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Extractable Organics

Volatile Organics

Extractable Organics

Volatile Organics

Extractable Organics

Volatile Organics

Extractable Organics

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

7/1/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

7/1/2003

7/1/2003

7/1/2003

7/1/2003

6'13/2001

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003 .

7/1/2003

7/1/2003

6/13/2001

6/13/2001

7/1/2003

7/1/2003

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: £87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668 EPA Lab Code: MT00005 (406)252-6325

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916
Matrix: Non-Potable Water

Analyte
1,3-Dichloropropane

1 ,3-Dinitrobenzene ( 1 3-DNB)

1 ,4-Dichlorobenzene

1 ,4-Dichlorobenzene

1 ,4-Dichlorobenzene

1 ,4-Dichlorobenzene

1,4-Naphthoquinone

1,4-Phenylenediaminc

1-Naphthylamine

2,2-DichIoropropane

2,3,4,6-Tetrachlorophenol

2,3-Dichloroaniline

2,4,5-T

2,4,5-T

2,4,5-Trichlorophenol

2,4,6-Trichloropnenol

2,4,6-TrichIotophenoI

2,4-D

2,4-D

2,4-DB

2,4-DB

2,4'DichIorophenol

2,4-Dichlorophenol

2,4-Dimethylphenol

2,4-DimethyIphenoI

2,4-Dinitrophenol

2,4-Dinitrophenol

2,4-Dinilrotoluene (2,4-DNT)

2,4-Dinitrotoluene (2.4-DNT)

2,6-DichIorophenol

2,6-Dinitrotoluene (2,6-DNT)

2,6-Dinitrotoluene (2,6-DNT)

2-Acetylaminofluorene

2-Butanonc (Methyl ethyl ketone, MEK)

2-Chloroethyl vinyl ether

2-Chloroethyl vinyl ether

Method/Tech
EPA 8260

EPA 8270

EPA 624

EPA 625

EPA 8260

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8260

EPA 8270

EPA 625

EPA 615

EPA 8151

EPA 8270

EPA 625

EPA 8270'

EPA 615

EPA 815 1

EPA 615

EPA 8151

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 8270

EPA 625

EPA 8270

EPA 8270

EPA 8260

EPA 624

EPA 8260

Category
Volatile Organics

Extractable Organics

Volatile Organics

Extractable Organics

Volatile Organics

Extractable Organics

Extractable Organics

Retractable Organics

Extractable Organics

Volatile Organics

Extractable Organics

Extractable Organics

Pesticides-Herbicides- PCB's

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

'Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Volatile Organics

Volatile Organics

Volatile Organics

Certification
Type

NELAP

NELAP

NELAP

NELAP •

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
7/1/2003

1/5/2004

6/13/2001

6/13/2001

7/172003

7/1/2003

7/1/2003

1/5/2004

7/1/2003

7/1/2003

7/1/2003

1/24/2005

6/13/2001

7/1/2003

7/1/2003

6/13/2001 '

7/1/2003

6/13/2001

7/1/2003

6/13/2001

. 7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Non-Potable Water

Analyte

2-Chloro naphthalene

2-Chloionaphthalene

2-Chlorophenol

2-Chlorophenol

2-ChIorotoluene

2-Hexanone

2-Methyl-4,6-dinitrophenol

2-Methyl-4,6-dinitrophenol

2-Methylnaphthalene

2-Methylphenol (o-Cresol)

2-Nitroaniline

2-NitrophenoI

2-Nitrophenol

2-Picoline (2-Methylpyridine)

3,3'-Dichlorobenzidine

3,3'-Dichlorobenzidine

33'-Din>ethylbenzidine

•3,5-Dichlorobenzoic acid

3-Melhylcholanthrene

3-Nitro aniline

4,4'-DDD

4,4'-DDD

4,4'-DDE

4,4'-DDE

4,4'-DDT

4,4'-DDT

4-Aminobiphenyl

4-BromophenyI phenyl ether

4-Bromophenyl phenyl ether

4-Chloro-3-methylphenol

4-Chloro-3-methylphenol

4-Chlorophenyl phenylether

4-Chlorophenyl phenylether

4-Dimethyl aminoazobenzene

4-Methyl-2-pcntanone (MD3K)

4-Methylphenol (p-Cresol)

Method/Tech

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 8260

EPA 8260

EPA 625

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 625

EPA 8270

EPA 8270

EPA 625

EPA 8270

EPA 8270

EPA 815)

EPA 8270

EPA 8270

EPA 608

EPA 8081

EPA 608

EPA 8081

EPA 608

EPA 8081

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 8270

EPA 8260

EPA 8270

Category
Extractable Organics

Extractablc Organics

Extractable Organics

Extractable Organics

Volatile Organics

Volatile Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extraclable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Pesticides-Heibicides-PCB's

Pesncides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Heibicides-PCB's

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Volatile Organics

Exlractable Organics

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

6/13/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

7/1/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

7/1/2003

7/1/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

(i/13/2001

7/1/2003

• 2/7/2005

7/1/2003

7/1/2003

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: E87668-04, expiration date June 30,2007.
anaJytes should be used only when associated with a valid

State Laboratory ID: £87668

E87668
Energy Laboratories, Inc. • MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005

This listing of accredited
certificate.

(406)252-6325

Matrix: Non-Potable Water

Analyte
4-Nitroaniline

4-Nitrophenol

4-Nitrophenol

4-Nitrophenol

5-Nitro-o-toIuidine

7,12-Diroethylbenz(a) anthracene

a-a-Diraethylphcnethylamine

Acenaphthene

Acenaphthene

Acenaphthylene

Acenaphthylene

Acetone

Acetonitrile

Acetophenone

Acidity, as CaCO3

Acifluotfen

Acrolein (Propenal)

Acrolein (Propenal)

Acrylonitrile

Acrylonitrile

Aldrin

Aldrin

Alkalinity as CaCO3

Allyl chloride (3-Chloropropene)
alpha-BHC (alpha-Hexachlorocyclohexane)

alpha-BHC(alpha-Hexachlorocyclohexane)

alpha-Chlordane

alpha-Terpineol

Aluminum

Aluminum

Aluminum

Aluminum

Ammonia as N

Aniline

Anthracene

Anthracene

Method/Tech

EPA 8270

EPA 625

EPA 8151

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 8260

EPA 8260

• EPA 8270

SM2310B(4A)

EPA 8151

EPA 624

EPA 8260

EPA 624

EPA 8260

EPA 608

EPA 8081

SM 2320 B

EPA 8260

EPA 608

EPA 8081

EPA 8081

EPA 625

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 350.1

EPA 8270

EPA 625

EPA 8270

Category

Extractable Organic:

Extractable Organics

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Volatile Organics

Volatile Organics

Exlractable Organics

Genera] Chemistry

Pesticides-Herbicides-PCB's

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Pesticides-Herbicides-PCB's

Pesticidcs-Herbicides-PCB's

General Chemistry

Volatile Organics

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Extractable Organics

Metals

Metals

Metals

Metals

General Chemistry

Extractable Organics

Extractable Organics

Extractable Organics

Certification
Type

NELAP

NELAP

NELAP

NELAP .

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
7/1/2003

6/13/2001

7/1/2003

7/1/2003

7/1/2003

7/1/2003

1/5/2004

6/13/2001

7/moo3
6/13/2001

7/1/2003

7/1/2003

7/1/2003

7/1/2003

1/5/2004

7/1/2003 '

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

1/5/2004

1/24/2005

6/13/2001

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668 EPA Lab Code: MT00005 (406)252-6325

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916
Matrix: Non-Potable Water

Analyte
Antimony

Antimony

Antimony

Antimony

Aramite

Aroclor-1016(PCB-1016)

ArocloM016(PCB-1016)

Aroclor-1221 (PCB-1221)

Aroclor-1221 (PCB-1221)

Aroclor-1232 (PCB-1232) .

Aroclor-I232(PCB-1232)

Aroclor-1242 (PCB-1242)

Aroclor-1242 (PCB-1242)

Arodor-1248(PCB-1248)

Aroclor-1248 (PCB-1248)

Aroclor-1254 (PCB-1254)

Aroclor-1254(PCB-1254)

Aroclor-1260 (PCB-1260)

Aroclor-1260(PCB-1260)

Arsenic

Arsenic

Arsenic

Arsenic

Barium

Barium

Barium

Barium

Bentazon

Benzene

Benzene

Benzene

Benzidine

Benzidine

Benzo(a)anthracene

Benzo(a)anthracene

Ben7o(a)pyrene

Method/Tech

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 8270

EPA 608

EPA 8082

EPA 608

EPA 8082

EPA 608

EPA 8082

EPA 608

EPA 8082

EPA 608

EPA 8082

EPA 608

EPA 8082

EPA 608

EPA 8082

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 8151

EPA 624

EPA 8021

EPA 8260

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 625

Category
Metals

Metals

Metals

Meials

Extractable Organics

Pesticides-Herbicides-PCB's

Pesticides-Hetbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticidcs-Herbicides-PCB 's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pcsticides-Hetbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Metals

Metals

Melals

Metals

Metals

Metals

Metals

Metals

Pesticides-Herbicides-PCB's

Volatile Organics

Volatile Organics

Volatile Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Certification
Type

NELAP

NELAP

NELAP

. NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

6/13/2001

6/13/2001

7/1/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

6/13/2001

7/1/2003

7/1^2003

6/13/2001

6/13/2001

7/1/2003

7/1/2003

7/1/2003

6713/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007



Charlie Crist
Governor

Ana M. Vlamonte Ros, M.D-, M.P.H.
Secretary of Health

Laboratory Scope of Accreditation Page 12 of 30

Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ED: E87668 EPA Lab Code: MT00005 (406)252-6325

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916
Matrix: Non-Potable Water

Analyte
Benzo(a)pyrene

Benzo(b)fluoranthene

Benzo(b)fluoranthene

Benzo(g,h,i)perylene

Benzo(g,h,i)perylene

Benzo(k)fluonuithene

Benzo(k)fluoranthene

Benzoic acid

Benzyl alcohol

Beryllium

Beryllium

Beryllium

Beryllium

beta-BHC (beta-Hexachlorocyclohexane)

beta-BHC (beta-Hexachlorocyclohexane)

Biochemical oxygen demand

Biochemical oxygen demand

bis(2-Chloroetrioxy)metharte

bis(2-Chloroethoxy)methane

bis(2-Ch!oroethyl) ether

bis(2-Chloroethyl) ether

bis(2-Chloroisopropyl) ether
(2,2'-Oxybis(l-chloropropane))
bis(2-Chloroisopropyl) ether
(2,2'-Oxy bis( 1 -chloropropane))
bis(2-Qhylhexyl) phthalate (DEHP)

bis(2-Ethylhexyl) phthalate (DEHP)

Boron

Boron

Bromide

Bromobenzene

Bromochloromethane

Bromodichloromethane

Bromodichloromcthane

Bromoform

Bromoform

Butyl benzyl phthalate

Method/Tech
EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 8270

EPA 8270

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 608

EPA 8081

EPA 405.1

SM52IOB

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 200.7

EPA 6010

EPA 300.0

EPA 8260

EPA 8260

EPA 624

EPA 8260

EPA 624

EPA 8260

EPA 625

Category
Extraclable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Metals

Metals

Metals

Metals

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB 's

General Chemistry

General Chemistry

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extraclable Organics

Extractable Organics

Extractable Organics

Extraclable Organics

Metals

Metals

General Chemistry

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Extractable Organics

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
7/1/2003

6/13/2001

7/1/2003

6713/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

7/1/2003

6/13/2001

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

2/7/2005

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6YI3/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6713/2001

7/1/2003

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Governor

Ana M. Viamonte Ros. M.D.. M.P.H.
Secretary of Health

Laboratory Scope of Accreditation Page 13 of 30

Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Non-Potable Water

Analyte
Butyl benzyl phthalate

Cadmium

Cadmium

Cadmium

Cadmium

Calcium

Calcium

Carbazole

Carbon disulfide

Carbon tetrachloride

Carbon tetrachloride

Carbonaceous BOO (CBOD)

Ceriodaphnia dubia

Ceriodaphnia dubia

Chemical oxygen demand

Chloramben

Chlordane (tech.)

Chlordane (tech.)

Chloride

Chlorobenzene

Chlorobenzene

Ctalorobcnzilate

Chloroe thane

Chloroethane

Chloroform

Chloroform

Chloroprene

Chromium

Chromium

Chromium

Chromium

Chromium V[

Chrysene

Chrysene

cis- 1 ,2-Dichloroethylene

cis-l,3-Dichloropropene

Method/Tech
EPA 8270

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 200.7

EPA 6010

EPA 8270

EPA 8260

EPA 624

EPA 8260

SM5210B

EPA/600/4-90/ 027F SEC. 9

EPA/600/4-9 1 / 002 ( 1 002.0)

EPA 410.4

EPA 8151

EPA 608

EPA 808 1

EPA 300.0

EPA 624

EPA 8260

EPA 8270

EPA 624

EPA 8260

EPA 624

EPA 8260

EPA 8260

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

SM3500-CrD

EPA 625

EPA 8270

EPA 8260

EPA 624

Category
Extractable Organics

Metals

Metals

Metals

Metals

Metals

Metals

Extractable Organics

Volatile Organics

Volatile Organics

Volatile Organics

General Chemistry

Toxicily

Toxicity

General Chemistry

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

General Chemistry

Volatile Organics

Volatile Organics

Extractable Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Metals

Metals

Metals

Metals

General Chemistry

Extractable Organics

Extractable Organics

Volatile Organics

Volatile Organics

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NBLAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
7/1/2003

6/13/2001

6713/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

2/7/2005

6/13/2001

6/13/2001

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

6/13/2001

7/1/2003

7/1/2003

6713/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

6713/2001

6/13/2001

7/1/2003

7/1/2003

67:3/2001

6/13/200)

7/1/2003

7/1/2003

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Ana M. Vternont© Ros. M.D.. M.P.H.
Secretary erf Health

Laboratory Scope of Accreditation Page 14 of 30

Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Non-Potable Water

Analyte
cis-1 ,3-DichIoropropene

Cobalt

Cobalt

Cobalt

Cobalt

Conductivity

Copper

Copper

Copper

Copper

Dacthal (DCPA)

Dalapon

Dalapon

Daphnia magna

delta-BHC

delta-BHC

Diallate

Dibenz(a,h) anthracene

Dibenz(a.h) anthracene

Dibenzofuran

Dibromochloromethane

Dibromochloro methane

Dibromomethane

Dicarnba

Dicamba

Dichlorodifluoromethane

Dichloroprop (Dichlorprop)

Dichloroprop (Dichlorprop)

Dieldrin

Dicldrin

Diesel range organics (DRO)

Diesel range organics (DRO)

Diesel range organics (DRO)

Diethyl ether

Diethyl phthalate

Diethyl phthalate

Method/Tech
EPA 8260

EPA 200.7

EPA 200.8 .

EPA 6010

EPA 6X120

SM2510B

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 81 51

EPA 615

EPA 8151

EPA/600/4-90/ 027F SEC. 9

EPA 608

EPA 8081

EPA 8270

EPA 625

EPA 8270

EPA 8270

EPA 624

EPA 8260

EPA 8260

EPA 615

EPA 81 51

EPA 8260

EPA 615

EPA 8151

EPA 608

EPA 8081

EPA 8015

MA-EPH

MT-DRO

EPA 8260

EPA 625

EPA 8270

Category
Volatile Organics

Metals .

Metals

Metals

Metals

General Chemistry

Metals

Metals

Metals

Metals

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Toxichy

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Extractable Organics

Retractable Organics

Extractable Organics

Extractable Organics

Volatile Organics

Volatile Organics

Volatile Organics

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Volatile Organics

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Extractable Organics

Volatile Organics

Exlractable Organics

Extractable Organics

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
7/1/2003

6/13/2001

6/13/2001

7/1/2003

7/1/2003

6/13/2001

6/13/2001

6713/2001

7/1/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

2/7/2005

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

7/1/2003

6/J 3/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

2/7/2005

7/1/2003

1/5/2004

7/1/2003

6713/2001

7/1/2003

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Secretary of Health
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Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Non-Potable Water

Analyte
Dimethoatc

Dimethyl phthalate

Dimethyl phthalate

Di-n-butyl phthalate

Di-n-butyl phlhalale

Di-n-octyl phthalate

Di-n-octyl phthalate

Dinoseb (2-sec-butyl-4,6-dinitropnenol, DNBP)

Dinoseb (2-sec-butvl-4,6-dinitrophenoI, DNBP)

Disulfoton

Endosulfan I

Endosulfan I

Endosulfan II

Endosulfan II

Endosulfan sulfate

Endosulfan sulfate

Endrin

Endrin

Endrin aldehyde

Endrin aldehyde

Endrin ketone

Ethyl acetate

Ethyl methacrylate

Ethyl methanesulfonate

Ethylbenzene

Ethylbenzene

Ethylbenzene

Famphur .

Fluoranthene

Fluoranthene

Fluorene

Ruorene

Fluoride

Fluoride

Method/Tech

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 615

EPA 8151

EPA 8270

EPA 608

EPA 8081

EPA 608

EPA 8081

EPA 608

EPA 8081

EPA 608

EPA 8081

EPA 608

EPA 8081

EPA 8081

EPA 8260

EPA 8260

EPA 8270

EPA 624

EPA 8021

EPA 8260

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 300.0

OTHER TECHNICON

Category

Extraciable Organics

Extractable Organics

Extraciable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extraciable Organics

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbici'des-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCfl's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Hetbicides-PCB's

Volatile Organics

Volatile Organics

Extractable Organics

Volatile Organics

Volatile Organics

Volatile Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

General Chemistry

General Chemistry

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP '

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

7/1/2003

6713/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

1/5/7004

7/1/2003

7/1/2003

7/1/2003

6/13/2001

l/i/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

1/5/2004

6713/2001

gamma-BHC (Lindane,
gamma-Hex achlorocyclohexane)

380-75WE
EPA 608 Pesticides-Herbicides-PCB's NELAP

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007

6/13/2001

Expiration Date: 6/30/2007
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Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: £87668

£87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Non-Potable Water

Analyte Method/Tech Category
Certification

Type Effective Date
gamma-BHC (Lindane, EPA 80S 1
gamma-Hex achlorocyclohexane)
gamrna-Chlordane EPA 8081
Gasoline range organics (GRO) EPA 8015
Gasoline range organics (GRO) MA-VPH

Gasoline range organics (GRO) MT-GRO

Hardness (calc.) EPA 200.7

Heptachlor EPA 60S

Heptachlor EPA 8081

Heptachlor epoxide EPA 608

HepCachlor epoxide EPA 8081

Hexachlorobenzene EPA 625

Hexachlorabenzene EPA 8270

Hexachlorobutadiene EPA 625

Hexachlorobutadiene EPA 8260
Hexachlorobutadiene EPA 8270

Hexachlorocyclopcntadiene . EPA 625

Hexachlorocyclopentadiene EPA 8270
Hexachloroethane EPA 625

Hexachloroethane EPA 8270

Hexachlorophene EPA 8270
Hexachloropropene EPA 8270

IgnitabiUty EPA 1010

Indeno(l ,2,3-cd)pyrene EPA 625
Indeno(l,23-cd)pyrene EPA 8270

lodoraethane (Methyl iodide) EPA 8260

Iron EPA 200.7
Iron EPA 6010

Isobutyl alcohol (2-Methyl-1 -propanol) EPA 8260

Isodrin EPA 8081
Isophorone EPA 625

Isophorone EPA 8270

Isopropylbenzene EPA 8260

Isosafrole EPA 8270

Kepone EPA 8081

Kjeldahl nitrogen - total EPA 351.2

Lead

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's
Exlractable Organics

Extractable Oiganics
Extractable Organics

Metals

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's
Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Extractable Organics
Extractable Organics

Extractable Organics

Volatile Organics

Extractable Organics

Extractable Organics

Extractable Organics
Extractable Organics

Extractable Organics

Extractable Organics
Extractable Organics

General Chemistry

Extractable Organics
Extractable Organics
Volatile Organics

Metals
Metals'

Volatile Organics

Pesticides-Herbicides-PCB's
Extractable Organics

Extractable Organics
Volatile Organics

Extractable Organics

Pesticides-Herbicides-PCB's

General Chemistry

MetalsEPA 200.7

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP
NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

7/1/2003

1/5/2004

2/7/2005
7/1/2003

1/5/2004
6/13/2001

6/13/2001

7/1/2003
6/13/2001

7/1/2003

6/13/2001
7/1/2003

6/13/2001

7/1/2003
7/1/2003

6/13/2001

7/1/2003
6/13/2001

7/1/2003

1/5/2004
7/1/2003
1/1/2003

6/13/2001
7/1/2003

111/2003

6/13/2001
7/1/2003

7/L/2003

7/1/2003
6/13/2001

7/1/2003

7/1/2003

in/2003

7/1/2003

6/13/2001

6/13/2001

Expiration Date: 6/30/2007
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Attachment to Certificate #: E8766S-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MTOOOOS (406) 252-6325

Matrix: Non-Potable Water

Analyte
Lead

Lead

Lead

Lithium

Lithium

Magnesium

Magnesium

Manganese

Manganese

Manganese

Manganese

MCPA

MCPA

MCPP

MCPP

Mercury

Mercury

Mercury

Mercury

Methacrylonitrile

Methapyrilene

Methoxychlor

Methyl bromide (Bromomethane)

Methyl bromide (Bromomethane)

Methyl chloride (Chloromethane)

Methyl chloride (Chloromethane)

Methyl methacrylate

Methyl methanesulfonate

Methyl parathion (Parathion, methyl)

Methyl tert-butyl ether (MTBE)

Methyl tert-butyl ether (MTBE)

Methylene chloride

Methylene chloride

Mirex

Molybdenum

Molybdenum

Method/Tech
EPA 200.8

EPA 6010

EPA 6020

EPA 200.7

EPA 6010

EPA 200.7

EPA 6010

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 615

EPA 8151

EPA 615

EPA 8151

EPA 200.8

EPA 245.1

EPA 6020

EPA 7470

EPA 8260

EPA 8270

EPA 8081

EPA 624

EPA 8260

EPA 624

EPA 8260

EPA 8260

EPA 8270

EPA 8270

EPA 8021

EPA 8260

EPA 624

EPA 8260

EPA 8081

EPA 200.7

EPA 200.8

Category
Metals

Metals

Metals

Metals

Metals

Metals

Metals

Metals

Metals

Metals

Metals

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Metals

Metals

Metals

Metals

Volatile Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Exlraclable Organics

Pesticides-Herbicides-PCB's

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Pesticides-Herbkides-PCB's

Metals

Metals

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
6/13/2001

7/1/2003

7/1/2003

1/5/2004

7/1/2003

6/13/2001

7/1/2003

6/13/2001

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

6/13/2001

1/5/2004

7/1/2003

7/1/2003

L/S/2004

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

1/5/2004

7/1/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

7/1/2003

6/13/2001

6/13/2001

Clients and Customers arc urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: £87668-04, expiration date Jane 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Non-Potable Water

Analyte
Molybdenum

Naphthalene

Naphthalene

Naphthalene

Naphthalene

n-Butyl alcohol

n-Butylbenzene

n-Decane

Nickel

Nickel

Nickel

Nickel

Nitrate as N

Nitrate as N

Nitrite as N

Nitrite as N

Nitrobenzene

Nitrobenzene

Nitroquinoline- 1 -oxide

n-Nitrosodiethylamine

n-Nitrosodimethylamine

n-Nitrosodimethylaminc

n-Nilroso-dt-n-butylamine

n-Nitrosodi-n-propylamine

n-Nitrosodi-n-propylamine

n-Nitrosodiphenylamine

n-Nitrosodiphenylamine

n-Nilrosomethylethylarnine

n-Nitrosomorpholine

n-Nitrosopiperidine

n-Nitrosopyrrolidine

n-Octadecane

n-Propylbenzene

o,o,o-Triethyl phosphorothioate

Organic nitrogen

Orthophosphatc as P

Method/Tech

EPA 6010

EPA 625

EPA 8021

EPA 8260

EPA. 8270

EPA 8260

EPA 8260

EPA 625

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 300.0

EPA 353.2

EPA 300.0

EPA 353.2

EPA 625

EPA 8270

EPA 8270

EPA 8270

EPA 625

EPA 8270

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 625

EPA 8260

EPA 8270

TKN minus AMMONIA

EPA 300.0

Category
Metals

Extractable Organics

Volatile Organics

Volatile Organics

Extractable Otganics

Volatile Organics

Volatile Organics

Extractable Organics

Metals

Metals

Metals

Metals

General Chemistry

General Chemistry

General Chemistry

General Chemistry

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Volatile Organics

Extractable Organics

General Chemistry

General Chemistry

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELA.P

NELAP

NELAP

NELAP

' NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

7/1/2003

6/13/2001

1/24/2005

7/1/2003

7/1/2003

7/1/2003

7/1/2003

1/24/2005

6/13/2001

6/13/2001

7/1/2003

7/1/2003

1/5/2004

1/5/2004

1/5/2004

1/5/2004

6/13/2001

7/1/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

7M/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

7/1/2003

7/1/2003

7/1/2003

1/24/2005

7/1/2003

7/1/2003

6/13/2001

1/5/2004

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007



Charlie Crist
Governor

Ana M. Vlamonte Ros. M.D.. M.P.H.
Secretary of Health

Laboratory Scope of Accreditation Page 19 of 30

Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: £87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MTOOOOS (406) 252-6325

Matrix: Non-Potable Water

Analyte
Orthophosphate as P

o-Toluidine

Parathion, ethyl

p-Dioxane

Pentachloroben.zene

Pentachloroethane

Penlachloro nitrobenzene

Pentachlorophenol

Pcntachloropheno\

Pentachlorophenol

pH

pH

Phenacetin

Phenanthrene

Phenanthrene

Phenol

Phenol

Phorate

Phosphorus, total

Phosphorus, total

Phosphorus, total

Picloram

Pimephales promelas

Pimephales promelas

p-Isopropyltoluene

Potassium

Potassium

Pronamide (Kerb)

Propionitrile (Ethyl cyanide)

Pyrene

Pyrene

Pyridine

Residue-filterable (TDS)

Residue-filterable (TDS)

Residue-nonfilterable (TSS)

Residue-total

Method/Tech

EPA 365.1

EPA 8270

EPA 8270

EPA 8260

EPA S270

EPA 8260

EPA 8270

EPA 625

EPA 8151

EPA 8270

EPA 150.1

EPA 9040

EPA 8270

EPA 625

EPA 8270

EPA 625

EPA 8270

EPA 8270

EPA 200.7

EPA 365.1

EPA 6010

EPA8I5I

EPA/600/4-90/ 027F SEC. 9

EPA/600/4-91/ 002 (1000.0)

EPA 8260

EPA 200.7

EPA 6010

EPA 8270

EPA 8260

EPA 625

EPA 8270

EPA 8270

EPA 160.1

SM2540C

EPA 160.2

EPA 160.3

Category

General Chemistry

Extractablc Organics

Pesticides-Herbicides-PCB's

Volatile Organics

Exteactablc Organics

Volatile Organics

Extractable Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Extractable Organics

General Chemistry

General Chemistry

Extractable Organics

Extractable Organics

. Extractable Organics

Extractable Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Metals

General Chemistry

Metals

Pesticides-Herbicides-PCB's

Toxicity

Toxicity

Volatile Organics

Metals

Metals

Extractable Organics

Volatile Organics

Extractable Organics

Extractable Organics

Exlractable Organics

General Chemistry

General Chemistry

General Chemistry

General Chemistry

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

. NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

6/13/2001

7/1/2003

2/7/2005

7/1/2003

7A/2003

7/1/2003

7/1/2003

6713/2001

7/1/2003

7/1/2003

6/13/2001

1/5/2004

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

US/2004

6/13/2001

7/1/2003

7/1/2003

6/13/2001

6/13/2001

7M/2003

6V 13/2001

7/1/2003

mrc.003
7/1/2003

6/13/2001

7/1/2003

7/1/2003

6/13/2001

6/13/2001

6/13/2001

2/7/2005

Clients and Customers are urged to verify the laboratory's current certiQcation status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: £87668

E87668
Energy Laboratories, Inc. - MX
1120 South 27th Street
Billings, MX 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Non-Potable Water

Analyte
Residue-total

Safrole

sec-Batylbenzene

Selenium

Selenium

Selenium

Silicon

Silicon

Silver

Silver

Silver

Silver

Silvex (2,4,5-TP)

Silvex (2,4,5-TP)

Sodium

Sodium

Strontium

Strontium

Styrene

Sulfate

Sulfotepp

tert-Bucylbenzene

Tetrachloroethylene (Perchloroethylene)

Tetrachloroethylene (Perchloroethylene)

Thallium

Thallium

Thallium

Thallium

Thionazin (Zinophos)

Tin

Tin
Titanium

Toluene

Toluene

Toluene

Total cyanide

Method/Tech
SM2540B

EPA 8270

EPA 8260

EPA 200.7

EPA 200.8

EPA 6010

EPA 200.7

EPA 6010

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 61 5

EPA 8151

EPA 200.7

EPA 6010

EPA 200.7

EPA 6010 .

EPA 8260

EPA 300.0

EPA 8270

EPA 8260

EPA 624

EPA 8260

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 8270

EPA 200.7

EPA 60 10

EPA 200.7

EPA 624

EPA 8021

EPA 8260

EPA 335.3

Category

General Chemistry

Extractable Organic:

Volatile Organics

Metals

Metals

Metals

Metals

Metals

Metals

Metals

Metals

Metals

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB 's

Metals

Metals

Metals

Metals

Volatile Organics

General Chemistry

Pesticides-Herbicides-PCB's

Volatile Organics

Volatile Organics

Volatile Organics

Metals

Metals

Metals

Metals

Pesticides-Herbicides-PCB's

Metals

Metals

Metals

Volatile Organics

Volatile Organics

Volatile Organics

General Chemistry

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

2/7/2005

7/1/2003

7/1/2003

6/13/2001

6/13/2001

7/1/2003

6/13/2001

7/172003

6/13/2001

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

1/5/2004

7/1/2003

7/1/2003

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

6/13/2001

7/1/2003

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

6/13/2001

7/1/2003

7/1/2003

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668 EPA Lab Code: MT00005 (406)252-6325

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916
Matrix: Non-Potable Water

Analyte
Total cyanide

Total nitrate-nitrite

Total nitrate-nitrite

Total Petroleum Hydrocarbons (TPH)

Total Petroleum Hydrocarbons (TPH)

Total phenolics

Total residual chlorine

Toxaphene (Chlorinated camphene)

Toxaphene (Chlorinated camphene)

trans- 1 ,2-Dichloroethylene

trans- 1 ,2-Dichloroethylene

trans- 1 ,3-Dichloropropylene

trans- 1 ,3-Dichloropropylene

trans-I,4-Dichloro-2-butene

Trichloroethene (Trichloroethylene)

Trichloroethene (Trichloroethylene)

Trichlorofluoromethane

Trichlorofluoromethane

Turbidity

Uranium

Vanadium

Vanadium

Vanadium

Vanadium

Vinyl acetate

Vinyl chloride

Vinyl chloride

Xylene (total)

Xylene (total)

Zinc

Zinc

Zinc

Zinc

Method/Tech

EPA 335.4

EPA 300.0

EPA 353.2

TX1005

TXI006

EPA 420.2

EPA 330.5

EPA 608

EPA 8081

EPA 624

EPA 8260

EPA 624

EPA 8260

EPA 8260

EPA 624

EPA 8260

EPA 624

EPA 8260

EPA 180.1

EPA 200.8

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

EPA 8260

EPA 624

EPA 8260

EPA 8021

EPA 8260

EPA 200.7

EPA 200.8

EPA 6010

EPA 6020

Category
General Chemistry

General Chemistry

General Chemistry

Extraclable Organics

Extractable Organics

General Chemistry

General Chemistry

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

General Chemistry

Metals

Metals

Metals

Metals

Metals

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Metals

Metals

Metals

Metals

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

6/13/2001

1/5/2004

6/13/2001

2/7/2005

2/7/2005

6/13/2001

6/13/2001

6713/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

7/1/2003

6/13/2001

7/1/2003

6/13/2001

7/1/2003

6/13/2001

6/13/2001

6/13/2001

6/13/2001

7/1/2003

1/5/2004

7/1/2003

6/13/2001

7/1/2003

7/1/2003

7/1/2003

6713/2001

6/13/2001

7/1/2003

7/1/2003

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: E87668-04, expiration date June 30,2007.
analytes should be used only when associated with a valid

State Laboratory n>: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005

This listing of accredited
certificate.

(406) 252-6325

Matrix: Solid and Chemical Materials

Analyte Method/Tech
1 , 1 , 1 ,2-TetrachIoroethane

1,1, 1-Trichloroelhane

1 , 1 ,2,2-Tetrachloroethane

1,1,2-Trichloroethane

1,1-Dichloroethanc

1,1-DichIoroethylene

1 , 1 -Dichloropropene

1 ,2,3-Trichlorobenzene

1 ,2,3-TrichIoropropane

1 ,2.4,5-Tetrachlorobenzene

1 ,2,4-Trichlorobenzene

1 ,2,4-Trichlorobenzenc

1 ,2,4-TrimethyIbenzene

l,2-Dibromo-3-chloropropane (DBCP)

1,2-Dibromoethane (EDB, Ethylene dibromide)

1 ,2-Dichloro benzene

1 ,2-Dichlorobenzene

1 ,2-Dichloroethane

1 ,2-Dichloropropane

1,2-Diphenylhydrazine

1 ,3,5-Trimethy Ibenzene

1,3,5-Trinitrobenzenc (I3.5-TNB)

1 ,3-Dichlorobenzene

1,3-Dichlorobenzene

1 ,3-Dichloropropane

1,3-Dinitrobenzcne (1,3-DNB)

1 ,4-Dichlorobenzene

1 ,4-Dichlorobenzcne

1 ,4-Naphthoquinone

1 ,4-PhenyIenediamine

1-Naphthylamine

2,2-Dichloropropane

2,3,4,6-Tetrachlorophenol

2,4,5-T

2,4,5-Trichlorophenol

2,4,6-Trichlorophenol

EPA 8260

EPA 8260

EPA 8260

EPA 8260

EPA 8260

EPA 8260

EPA 8260

EPA 8260

EPA 8260

EPA 8270

EPA 8260

EPA 8270

EPA 8260

EPA 8260

EPA 8260

EPA 8260

EPA 8270

EPA 8260

EPA 8260

EPA 8270

EPA 8260

EPA 8270

EPA 8260

EPA 8270

EPA 8260

EPA 8270

EPA 8260

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8260

EPA 8270

EPA 8151

EPA 8270

EPA 8270

Category
Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Extractable Organics

Volatile Organics

Extractable Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Extractable Organics

Volatile Organics

Volatile Organics

Extractable Organics

Volatile Organics

Extractable Organics

Volatile Organics

Extractable Organics

Volatile Organics

Extractable Organics

Volatile Organics

Extraclable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Volatile Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

(5/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6713/2001

6/13/2001

6/1 3/2001

6/13/2001

1/5/2004

6/13/2001

6/13/2001

6/13/2001

1/5/2004

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: E87668-04, expiration date June 30,2007.
analytes should be used only when associated with a valid

State Laboratory ID: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MTOOOOS

This listing of accredited
certificate.

(406) 252-6325

Matrix: Solid and Chemical Materials

Analyte Method/Tech
2,4-D

2,4-DB

2,4-Dichlorophenol

2,4-DimethyIphenol

2,4-Dinitrophcnol

2,4-Dinitrotoluene (2,4-DNT)

2,6-Dichlorophenol

2,6-Dinitrotoluene (2,6-DNT)

2-Acety!aniinofluorene

2-Butanone (Methyl ethyl Jcetone, MEK)

2-Chloroethyl vinyl ether

2-Chloronaphthalene

2-Chlorophcnol

2-Chlorotoluene

2-Hexanone

2-Methyl-4,6-dinitrophenol

2-Methylnaphthalene

2-Mtthylphenol (o-Cresol)

2-Nitroaniline

2-Nitrophenol

2-Picoline (2-Methylpyridine)

3,3'-Dichlorobenzidinc

3,3'-Dimethylbenzidine

3,5-Dichlorobenzoic acid

3-Methylcholanthrenc

3-Nitroaniline

4,4'-DDD

4,4'-DDE

4,4'-DDT

4-Aminobiphenyl

4-Bromophenyl phenyl ether

4-Chloro-3-methylphenol

4-Chlorophenyl phenylether

4-MethyI-2-pentanone (MIBK)

4-Methylphenol (p-Cresol)

4-Nitroaniline

EPA 8151

EPA 8151

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8260

EPA 8260

EPA 8270

EPA 8270

EPA 8260

EPA 8260

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8151

EPA 8270

EPA 8270

EPA 8081

EPA 8081

EPA 8081

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8260

EPA 8270

EPA 8270

Category
Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Extractable Organic;

Extractable Organic:

Extractable Organics

Extractable Organics

Exlractable Organics

Extractable Organics

Extractable Organics

Volatile Organics

Volatile Organics

Extractable Organics

Extractable Organics

Volatile Organics

Volatile Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Exlractable Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Peslicides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Volatile Organics

Exlractable Organics

Extraclable Organics

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

(V13/200I

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/1 3/2001

6/1 3/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: ES7668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: £87668

E8766S
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Solid and Chemical Materials

Analyte Method/Tech
4-Nitrophenol

4-Nitrophenol

5-Nitro-o-tolui<Jine

7, 12-DimethyIbenz(a) anthracene

a-a-Dimethylpbenethylamine

Acenaphthene

Acenaphthylene

Acetone

Acetonitrile

Acetophenone

Acifluorfen

Acrolein (Propenal)

Acrylonitrile

Aldiin

Allyl chloride (3-Chloropropene)

alpha-BHC(alpha-Hexachlorocyclohexane)

alpha-Chlordane

Aluminum

Aluminum

Aniline

Anthracene

Antimony

Antimony

Aramite
Aroclor-1016(PCB-1016)

Aroclor-1221 (PCB-I221)

Aroclor-I232(PCB-I232)

ArocIor-1242 (PCB-1242)

Aroclor-1248(PCB-1248)

Aroclor-1254 (PCB-1254)

Aroclor- 1260 (PCB- 1 260)

Arsenic

Arsenic

Barium

Barium

Bentazon

EPA 8151

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8260

EPA 8260

EPA 8270

EPA 8151

EPA 8260

EPA 8260

EPA 8081

EPA 8260

EPA 8081

EPA 8081

EPA 6010

EPA 6020

EPA 8270

EPA 8270

EPA 6010

EPA 6020

EPA 8270

EPA 8082

EPA 8082

EPA 8082

EPA 8082

EPA 8082

EPA 8082

EPA 8082

EPA 6010

EPA 6020

EPA 6010

EPA 6020

EPA 8151

Category

Pesticides-Hetbicides-PCB's

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Volatile Organics

Volatile Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Volatile Organics

Volatile Organics

Pest'cides-Herbicides-PCB 's

Volatile Organics

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Metals

Metals

Extractable Organics

Extractable Organics

Metals

Metals

Extractable Organics

Pesticides-Herbicides-PCB's

PesUcides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB 's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB 's

Metals

Metals

Metals

Metals

Pesticides-Herbicides-PCB's

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

6/13/2001

6/13/2001

6/13/2001

6/13/2001

l/S/2004

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

1/5/2004

6/13/2001

6/13/2001

(5/13/2001

6/13/2001

(5/13/2001

(i/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: £87668-04, expiration date June 30,2007. This listing of accredited
analyses should be used only when associated with a valid certificate.

State Laboratory ED: £87668

E87668
Energy Laboratories, Inc. - MX
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005 (406) 252-6325

Matrix: Solid and Chemical Materials

Analyte Method/Tech
Benzene

Benzene

Bcnzidine

Benzo(a)anthracene

Bcnzo(a)pyrene

Benzo(b)fluoranthene

Benzo(g,h,i)perylene

Benzo(k)fluoranthene

Benzoic acid

Benzyl alcohol

Bery Ilium

Beryllium

beta-BHC (beta-HexachlorocycIohexane)

bis(2-Chloroethoxy)methane

bis(2-Chloroethyl) ether

bis(2-ChloroisopropyI) ether
(2^Z'-Oxy bis( 1 -chloropropane))
bis(2-Ethy!hexyl) phthalate (DEHP)

Boron

Bromobenzene

Bromochloromethane

Bromodichloromethane

Bromofonn

Butyl benzyl phthalate

Cadmium

Cadmium

Calcium

Carbazole

Carbon disulfide

Carbon tetracbloride

Chloramben

Chlordane (tech.)

Chlorobenzene

Chlorobenzilate

Chloroethane

Chloroform

Chloroprene

EPA 8021

EPA 8260

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 6010

EPA 6020

.EPA 8081

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 6010

EPA 8260

EPA 8260

EPA 8260

EPA 8260

EPA 8270

EPA 6010

EPA 6020

EPA 6010

EPA 8270

EPA 8260

EPA 8260

EPA 8151

EPA 8081

EPA 8260

EPA 8270

EPA 8260

EPA 8260

EPA 8260

Clients and Customers are urged to verify the laboratory's
the Environmental Laboratory Certification Program.

Category

Volatile Organics

Volatile Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Metals

Metals

Pesticides-Herbicides-PCB's

Extraclable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Metals'

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Extractable Organics

Metals

Metals

Metals

Extractable Organics

Volatile Organics

Volatile Organics

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Volatile Organics

Pesticides-Herbicides-PCB's

Volatile Organics

Volatile Organics

Volatile Organics

current certification status with
Issue Date: 3/8/2007

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
6713/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6713/2001

6/13/2001

6/13/2001

6/13/2001

6713/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/1 3/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

Expiration Date: 6/30/2007
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Attachment to Certificate #: E87668-04, expiration date June 30,2007.
analytes should be used only when associated with a valid

State Laboratory ID: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005

This listing of accredited
certificate.

(406) 252-6325

Matrix: Solid and Chemical Materials

Analyte Method/Tech
Chromium

Chromium

Chtysene

cis-l,2-DichloroethyIene

cis-1 ,3-Dichloropropene

Cobalt

Cobalt

Copper

Copper

Dacthal (DCPA)

Dalapon

dclta-BHC

Diallate

Dibcnz(a,h) anthracene

Dibenzofuran

Dibromochloromethane

Dibromomothane

Dicamba

Dichlorodifluoromethane

Dichloroprop (Dichlorprop)

Dieldrin

Diesel range organics (DRO)

Diesel range organics (DRO)

Diethyl ether

Diethyl phthalate

Dimethoate

Dimethyl phthalate

Di-n-butyl phthalate

Di-n-octy] phthalate

Dinpseb' (2-sec-butyl-4,6-dinitrophenoI, DNBP)

Disulfoton

Endosulfan I

Endosulfan II

Endosulfan sulfate

Endrin

Endrin aldehyde

EPA 6010

EPA 6020

EPA 8270

EPA 8260

EPA 8260

EPA 6010

EPA 6020

EPA 6010

EPA 6020

EPA 8151

EPA 8151

EPA 8081

EPA 8270

EPA 8270

EPA 8270

EPA 8260

EPA 8260

EPA 8151

EPA 8260

EPA 8151

EPA 8081

MA-EPH

MT-DRO

EPA 8260

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8151

EPA 8270

EPA 8081

EPA 8081

EPA 8081

EPA 808 1

EPA 8081

Category

Metals

Metals

Extractable Organics

Volatile Organics

Volatile Organics

Metals

Metals

Metals

Metals

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Volatile Organics

Volatile Organics

Pesticides-Herbicides-PCB's

Volatile Organics

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Volatile Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Extraclable Organics

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Pesticides-Heibicides-PCB's

Pesticides-Herbicides-PCB's

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6713/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

1/5/2004

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6713/2001

6713/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: E87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: E87668 EPA Lab Code: MT00005 (406)252-6325

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916
Matrix: Solid and Chemical Materials

Analyte Method/Tech
Endrin ketone

Ethyl acetate

Ethyl methacrylate

Ethyl methanesulfonate

Ethylbenzene

Ethylbenzene

Faraphur

Fluotanthene

Fluorene

gamma-BHC (Lindane,
gamma-Hexachlorocyclohexane)
gamma-Chlordane

Gasoline range organics (GRO)

Gasoline range organics (GRO)

Heptachlor

Heptachlor epoxide

Hexachlorobenzene

Hexachlorobutadiene

Hexachlorobutadiene

Hexachlorocyclopenladiene

Ilexachloroe thane

Hexachlorophene

Hexachloropropene

Ignitability

Indeno{ 1 ,2,3-cd)py tene

lodoraethane (Methyl iodide)

Iron

Isobutyl alcohol (2-Methyl-l-propanol)

Isodrin

Isophorone

Isopropyl ether

Isopropylbenzene

Isosafrole

Kepone

Lead

Lead

Lithium

EPA 8081

EPA 8260

EPA 8260

EPA 8270

EPA 8021

EPA 8260

EPA 8270

EPA 8270

EPA 8270

EPA 8081

EPA 8081

MA-VPH

MT-GRO

EPA 8081

EPA 8081

EPA 8270

EPA 8260

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 1010

EPA 8270

EPA 8260

EPA 6010

EPA 8260

EPA 808 1

EPA 8270

EPA 8260

EPA 8260

EPA 8270

EPA 8081

EPA 6010

EPA 6020

EPA 6010

Category

Pesticides-Herbicides-PCB's

Volatile Organics

Volatile Organics

Extractable Organics

Volatile Organics

Volatile Organics

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Extractable Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Extractable Organics

Volatile Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

General Chemistry

Extractable Organics

Volatile Organics

Metals

Volatile Organics

Pesticides-Herbicides-PCB's

Extractable Organics

Volatile Organics

Volatile Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Metals

Metals

Metals

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

1/5/2004

6/13/2001

6713/2001

6/13/200!

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

1/5/2004

6/13/2001

1/5/2004

6713/2001

6/13/2001

CW 13/2001

6/13/2001

6/13/2001

6713/2001

6/13/2001
1/5/2004

6/13/2001

6/13/2001

6/13/2001

6H3/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: E87668-04, expiration date June 30,2007.
analytes should be used only when associated with a valid

State Laboratory ID: E87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA Lab Code: MT00005

This listing of accredited
certificate.

(406) 252-6325

Matrix: Solid and Chemical Materials

Analyte Method/Tech
Magnesium

Manganese

Manganese

MCPA

MCPP

Mercury

Mercury

Methacrylonitrilc

Methapyrilene

Methoxychlor

Methyl bromide (Dromomethane)

Methyl chloride (Chloromethane)

Methyl methacrylate

Methyl methanesulfonate

Methyl parathion (Parathion, methyl)

Methyl tert-butyl ether (MTBE)

Methyl tert-butyl ether (MTBE)

Methylene chloride

Mirex

Molybdenum

Naphthalene

Naphthalene

Naphthalene

n-Butyl alcohol

n-Butylbenzene

Nickel

Nickel

Nitrobenzene

Nitroquinoline- 1 -oxide

n-Nitrosodiethylamine

n-Nitrosodimethylamine

n-Nitroso-di-n-butylamine

n-Nitrosodi-n-propylamine

n-Nitrosodiphenylamine

n-Nitrosomethylethylamine

n-Nitrosoraorphoiine

EPA 6010

EPA 6010

EPA 6020

EPA 8151

EPA 8151

EPA 6020

EPA 7471

EPA 8260

EPA 8270

EPA 8081

EPA 8260

EPA 8260

EPA 8260

EPA 8270

EPA 8270

EPA 8021

EPA 8260

EPA 8260

EPA 8081

EPA 6010

EPA 802 1

EPA 8260

EPA 8270

EPA 8260

EPA 8260

EPA 6010

EPA 6020

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 8270

Category

Metals

Metals

Metals

Pesticides-Herbicides-PCB's

Pesticides-Herbicides-PCB's

Metals

Metals

Volatile Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Volatile Organics

Volatile Organics

Volatile Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Volatile Organics

Volatile Organics

Volatile Organics

Pesticides-Herbicides-PCB's

Metals

Volatile Organics

Volatile Organics

Extractable Organics

Volatile Organics

Volatile Organics

Metals

Metals

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Extractable Organics

Certification
Type

NELAP
NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date

6/13/2001

6713/2001

6/13/2001

6/13/2001

6713/2001

1/5/2004

6/13/2001

6/13/2001

1/5/2004

6/13/2001

6713/2001

6/13/2001

6713/2001

1/5/2004

6/13/2001

6/13/2001

6/13/2001

(i/i3/2001

6/13/2001

6/13/2001

1/24/2005

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/1 3/2001

6M3/200I

6/13/2001

fc'13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

Clients and Customers are urged to verify the Laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: £87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: £87668

E87668
Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

EPA. Lab Code: MT00005 (406) 252-6325

Matrix: Solid and Chemical

Analyte
n-Nitrosopiperidine

n-Nitrosopyrrolidi ne

n-Propylbenzene

o,o,o-Triethyl phosphorothioate

o-Toluidine

p-Dioxane

Pentachloro benzene

Pentachloroethane

Pentachloro nitrobenzene

Pentachlorophenol

Pentachlorophenol

PH

PH
Phenacetin

Phenanthrene

Phenol

Phorate

Phosphorus, total

Picloram

p-lsopropyltoluene

Potassium

Pronamjde (Kerb)

Propionilrile (Ethyl cyanide)

Pyrene

Pyridine

Reactive cyanide

Reactive sulfide

Safrole

sec-Butylbenzene

Selenium

Silicon

Silver

Silver

Silvex (2,4.5-TP)

Sodium

Strontium

Materials

Method/Tech
EPA 8270

EPA 8270

EPA 8260

EPA 8270

EPA 8270

EPA 8260

EPA 8270

EPA 8260

EPA 8270

EPA 8151

EPA 8270

EPA 9040

EPA 9045

EPA 8270

EPA 8270

EPA 8270

EPA 8270

EPA 6010

EPA 8151

EPA 8260

EPA 6010

EPA 8270

EPA 8260

EPA 8270

EPA 8270

EPA 7.3.3.2

EPA 7.3.4.2

EPA 8270

EPA 8260

EPA 6010

EPA 6010

EPA 6010

EPA 6020

EPA 8151

EPA 6010

EPA 6010

Category

Extractable Organics

Extractable Organics

Volatile Organics

Pesticides-Herbicides-PCB's

Extractable Organics

Volatile Organics

Extractable Organics

Volatile Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Extractable Organics

General Chemistry

General Chemistry

Exlractable Organics

Extractable Organics

Extractable Organics

Pesticides-Herbicides-PCB's

Metals

Pesticides-Herbicides-PCB's

Volatile Organics

Metals

Extractable Organics

Volatile Organics

Extractable Organics

Extractable Organics

General Chemistry

General Chemistry

Extractable Organics

Volatile Organics

Metals

Metals

Metals

Metals

Pesticides-Herbicides-PCB's

Metals
Metals

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6713/2001

6713/2001

1/5/2004

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

(5/13/2001

6/1 3/2001

6/13/2001

6/1 3/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007
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Attachment to Certificate #: £87668-04, expiration date June 30,2007. This listing of accredited
analytes should be used only when associated with a valid certificate.

State Laboratory ID: £87668 EPA Lab Code: MT00005 (406) 252-6325

E87668
Energy Laboratories, Inc. - MX
1120 South 27th Street
Billings, MT 59107-0916
Matrix: Solid and Chemical Materials

Anaiyte Method/Tech
Styrene

Sulfotepp

Synthetic Precipitation Leaching Procedure

tert-Butylbenzene

Tetrachloroethylene (Perchloroethylene)

Thallium

Thallium

Thionazin (Zinophos)

Tin
Toluene

Toluene

Toxaphene (Chlorinated camphene)

Toxicity Characteristic Leaching Procedure

trans- 1 ,2-Dichloroethylene

trans-l,3-Dichloropcopylene

trans-1 ,4-Dichloro-2-butene

Trichloroethene (Trichloroethylene)

Trichlorofluoromethane

Vanadium

Vanadium

Vinyl acetate

Vinyl chloride

Xylene (total)

Xylene (total)

Zinc

Zinc

EPA 8260

EPA 8270

EPA 1312

EPA 8260

EPA 8260

EPA 6010

EPA 6020

EPA 8270

EPA 6010

EPA 8021

EPA 8260

EPA 8081

EPA 1311

EPA 8260

EPA 8260

EPA 8260

EPA 8260

EPA 8260

EPA 6010

EPA 6020

EPA 8260

EPA 8260

EPA 8021

EPA 8260

EPA 6010

EPA 6020

Category

Volatile Organics

Pesticides-Hcrbicides-PCB's

General Chemistry

Volatile Organics

Volatile Organics

Metals

Metals

Pesticides-Herbicides-PCB's

Metals

Volatile Organics

Volatile Organics

Pesticides-Herbicides-PCB's

General Chemistry

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Metals

Metals

Volatile Organics

Volatile Organics

Volatile Organics

Volatile Organics

Metals

Metals

Certification
Type

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

NELAP

Effective Date
6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6713/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

1/5/2004

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

6/13/2001

Clients and Customers are urged to verify the laboratory's current certification status with
the Environmental Laboratory Certification Program. Issue Date: 3/8/2007 Expiration Date: 6/30/2007



Charlie Crist
Governor

Ana M. Viamonte Ros, M.D., M.P.H.
Secretary of Health

June 12, 2007
I. D. # E87668

Energy Laboratories, Inc. - MT
P. O. Box 30916
Billings, MT 59107-0916

Dear Laboratory Director:

Your proposed Plans of Correction to deficiencies identified during the on-site assessment of your
laboratory on February 12-14, 2007 were received in this office on May 21, 2007 (e-mailed 5/14/2007). These
corrective actions have been reviewed and determined acceptable.

The next on-site assessment of the laboratory should verify correction of the previously cited
deficiencies and should demonstrate the efficacy of the corrective action plans. However, if you do have any
questions regarding this matter or any other requirements for certification, please feel free to contact me at
(904)791-1597.

Sincerely,

Jorge Vargas
Chemist III
Environmental Laboratory Certification Program

JV\rm

Bureau of Laboratories
P. O. Box 210, Jacksonville, Florida 32231-0042



Charlie Crist ^—^— Ana M. Viamonte Ros, M.D., MP.H.
Governor Secretary of Health

June 12, 2007
I. D. # E87669

Energy Laboratories, Inc. #2
P.O. Box 30916,
Billings, MT 59107-0916

Dear Laboratory Director:

Your proposed Plans of Correction to deficiencies identified during the on-site assessment of your
laboratory on February 12-14, 2007 were received in this office on May 21, 2007 (e-mailed 5/14/2007). These
corrective actions have been reviewed and determined acceptable.

The next on-site assessment of the laboratory should verify correction of the previously cited
deficiencies and should demonstrate the efficacy of the corrective action plans. However, if you do have any
questions regarding this matter or any other requirements for certification, please feel free to contact me at
(904) 791-1597.

Sincerely,

Jorge Vargas
Chemist III
Environmental Laboratory Certification Program

JV\rm

Bureau of Laboratories
P. 0. Box 210, Jacksonville, Florida 32231-0042



STATE OF FLORIDA DEPARTMENT OF HEALTH
STATEMENT OF DEFICIENCIES AND PLAN OF CORRECTION

READ INSTRUCTIONS ON BACK CAREFULLY BEFORE COMPLETING

LABORATORY:

Energy Laboratories, Inc. - MT

LAB I.D. NO.:

E87668

DATE SURVEY COMPLETED:

February 12-14, 2007

SURVEYOR:

Jorge Vargas, Carl C.
Kircher, Maurice A.
Downer

PARAMETERS SURVEYED:
Drinking Water - Group I Unregulated Contaminants, Group II Unregulated Contaminants, Group 111 Unregulated

Contaminants, Other Regulated Contaminants, Primary Inorganic Contaminants, Secondary Inorganic Contaminants,
Synthetic Organic Contaminants, Radiochemistry; Non-Potable Water - Extractable Organics, General Chemistry,

Metals, Pesticides-Herbicides-PCB's, Toxicity, Volatile Organics; Solid and Chemical Materials - Extractable Organics,
General Chemistry, Metals, Pesticides-Herbicides-PCB's, Volatile Organics

(D
I.D.

PREFIX
TAG

(2)
SUMMARY STATEMENT Of DEFICIENCIES

(3)
LABORATORY'S PLAN OF CORRECTION

(Each «rt«divt action <hnM be croM-roiotenced to the appropriate deficiency)
COMPLETION

DATE
1.

2.

3.

4.

5.

6.

NELAC 5.4.3.2.1 - A master list or equivalent document control procedure has not been
established to identify the current revision status and distribution of documents in the
quality system and to preclude the use of invalid and/or obsolete documents (Methods
SOP list available does not accurately Identify which method version is referred to or if the
method is

NELAC 5.4.12.1.5(13)- Not all.informatlon relating to the laboratory facilities equipment,
analytical test methoo^and related laboratory activities is documented (e.g., temperature
readings for mercury noft(ocumented)rtrolwmetric checks on amber sample bottle used in
EPA 525.2/625/8270 not dosumentkd3/Vhole Effluent Toxicity - Test chambers sizes and
test solution volumes not docuKjented. ffllantity and type of food to feed test organism not
documented, light Intensity not documented «Jd photoperiod not documented).

NELAC 5.4.12.2.3 - Laboratory does not rake measnraS-lo avoid loss or change of
original data in records stored electronically fSpreadsneeJ^rfsed e.g. inorganics, not
protected or printed to a PDF file were data couh^not bealtpefoonce completed).

NELAC 5.4.12.2.5.3(1) - Analytical records do not Incluoetraceabmy to reagent origin
used (Diazomethane solution not documented, Silica Gel ft'gctionaridlrbr cleanup sortent
e.g. TX 1006/MA-EPH not documented on ail batchs).

NELAC 5.4.12.2.5.3(m) -Analytical records do not include software oqcumentatlon and
verification (Formulas on spreadsheets used, e.g. inorganics, not validated).

NELAC 5.4.12.2.5.3(n) -Analytical records do not include method performanceVriteria
Including expected quality control requirements (TX 1006 for each aliphatic and afamatic).

SIGNATURE:
Responsible Official DATE

DH FORM 1137.3/87 Please see reverse side of form



STATE OF FLORIDA DEPARTMENT OF HEALTH
STATEMENT OF DEFICIENCIES AND PLAN OF CORRECTION

READ INSTRUCTIONS ON BACK CAREFULLY BEFORE COMPLETING

LABORATORY:

Energy Laboratories, Inc. - MT

LAB I.D. NO.:

E87668

DATE SURVEY COMPLETED:

February 12-14, 2007

SURVEYOR:

Jorge Vargas, Carl C.
Kircher, Maurice A.
Downer

PARAMETERS SURVEYED:
Drinking Water - Group I Unregulated Contaminants, Group II Unregulated Contaminants, Group III Unregulated

Contaminants, Other Regulated Contaminants, Primary Inorganic Contaminants, Secondary Inorganic Contaminants.
Synthetic Organic Contaminants, Radiochemistry; Non-Potable Water - Extractable Organics, General Chemistry,

Metals, Pesticides-Herblcldes-PCB's, Toxiclty. Volatile Organics; Solid and Chemical Materials - Extractable Organics,
General Chemistry, Metals. Pesticides-Herblcldes-PCB's. Volatile Organics

(D
I.D.

PREFIX
TAG

(2)
SUMMARY STATEMENT OF DEFICIENCIES

(3)
LABORATORY'S PLAN OF CORRECTION

(Each corrective action ctodd be cron-raforenoed (o the appropriate deficiency)

(4)
COMPLETION

DATE

7.

a.

9.

10.

11.

12.

13.

NELAC 5.4.12.2.5.4(b) - Records of demonstration of capability for each analyst are not
kept up-to-date (e.g., PCB congeners).

NELAC 5.5.4.1 - Delations from environmental test methods are not documented
(Componentstd. of i-CSto 1,2,4-Trimethylbenrene used instead of C8 to 1,2.4-
Trlmethylbenzene - MT^SRO, a TFT used Instead of 2,5-Dibromotoluene - MA-VPH).

NELAC 5.5.4.7.1(c) - Standard
integrations are not available.

^operatoj^procedures for manual calculations and manual

NELAC 5.5.4.7.2(b) - Procedure for protection of electronic data has not been established
and implemented (Not all computer woncstaSofjsJp^k-out when not in use).

NELAC 5.5.5.2 - The laboratory does not cafibrate'wyl/or verify all equipment to establish
that it meets specified requirements and complies win the relevant standard
specifications, before being put into service (Amoer sampling-bottle volumetric, used in
EPA 525.2/625/8270, not checked again a NIST traweablsClass A volumetric).

NELAC 5.5.5.2.1(d) - The laboratory does not check I
references prior to use on each working day in the exp
soil samples, e.g. EPA 8260).

with NIST- traceable
I use range (When weighing

NELAC 5.5.5.2.1 (e) - Mechanical volumetric dispensing devices and burettes (except
Class A glassware) are not checked for accuracy on a quarterly useXbasis (Glass micro-
liter syringes certificate attesting to established accuracy not availableNfor all extractions
where final volume based on glass syringe for EPA 525.2, 625, 8270. Accuracy for 4-mL
volumetric dispenser for MTBE during EPA 552.2 extraction not checked)

SIGNATURE:
Responsible Offitytfi S DATE

Page 2 of 4

DH FORM 1137, 3/97 Please see reverse side of form



STATE OF FLORIDA DEPARTMENT OF HEALTH
STATEMENT OF DEFICIENCIES AND PLAN OF CORRECTION

READ INSTRUCTIONS ON BACK CAREFULLY BEFORE COMPLETING

LABORATORY:

Energy Laboratories, Inc. - MT

LAB I.D. NO.:

E87668

DATE SURVEY COMPLETED:

February 12-14, 2007

SURVEYOR:

Jorge Vargas, Carl C.
Kircher, Maurice A.
Downer

PARAMETERS SURVEYED:
Drinking Water- Group I Unregulated Contaminants, Group II Unregulated Contaminants, Group III Unregulated

Contaminants, Other Regulated Contaminants, Primary Inorganic Contaminants, Secondary Inorganic Contaminants,
Synthetic Organic Contaminants, Radiochemistry; Non-Potable Water - Extractable Organics, General Chemistry,

Metals, Pesticides-Herbicides-PCB's, Toxicity, Volatile Organics; Solid and Chemical Materials - Extractable Organics,
General Chemistry, Metals, Pesticides-Herbicides-PCB's. Volatile Organics

(1)
I.D.

PREFIX
TAG

(2)
SUMMARY STATEMENT OF DEFICIENCIES

(3)
LABORATORY'S PLAN OF CORRECTION

(Each corrertve action should bo crou-retgienoid to ttia appropriate tfclitioncy)

W)
COMPLETION

DATE

14.

15.

16.

17.

18.

19.

NELAC 5.5.6.4(0} - Records on reagent and standard preparation are not maintained
(Diazald solution used for herbicides derivatizations not documented).

NELAC 5.5.9:2 (d) - Ttje laboratory's Chemistry data do not indicate that the quality
control protocols in the wst methods<«*anual are being followed (EPA 608 - 3 points initial
calibration for Chlordane, Toxapl{ene)and all Arachlors, no documentation available).

NELAC 5.5.4.1.2(b)(18) - Each teet method in the In-house methods manual does not
include or reference identification oKdata assessment and acceptance criteria for quality
control measures (EPA-VPH, MT-GF

NELAC 5.5.4. 1.2(b)(15) - Each test metho
include or reference calculations (EPA 515.1,

i tneir>*g5use methods manual does not
5.15, "SCH ,505, 8082, 525.2).
X C '

NELAC 5.1.1 -Additional requirements specified in
regulation have not been fulfilled:

m method or

(2)

EPA 245.1 - Continuing calibration verification not limited to 90-110%
recoveries and not to 95 to 105% for midpoint std. after initial calibration -
sec 9.3.4.

EPA 300.0 - Continuing calibration verification not linked to 90-110%
recoveries.

Appendix D.2.8(f) to NELAC Chapter 5 - The laboratory does not maintain fhe test
temperature as specified in the test method (Whole Effluent Toxicity - temperature
exceeding 26°C).

SIGNATURE:

DH FORM 1137. 3/97

Responsible Official DATE
Page 3 of 4 .

Please sea reverse side of form



STATE OF FLORIDA DEPARTMENT OF HEALTH
STATEMENT OF DEFICIENCIES AND PLAN OF CORRECTION

READ INSTRUCTIONS ON BACK CAREFULLY BEFORE COMPLETING

LABORATORY:

Energy Laboratories. Inc. - MT

LAB I.D. NO.:

E87668

DATE SURVEY COMPLETED.

February 12-1 4, 2007

SURVEYOR:

Jorge Vargas, CarlC.
Kircher, Maurice A.
Downer

PARAMETERS SURVEYED:
Drinking Water - Group I Unregulated Contaminants, Group II Unregulated Contaminants, Group III Unregulated

Contaminants, Other Regulated Contaminants, Primary Inorganic Contaminants, Secondary Inorganic Contaminants,
Synthetic Organic Contaminants, Radiochemistry; Non-Potable Water - Extractable Organics, General Chemistry,

Metals, Pesticides-Herbicides-PCB's, Toxiclty, Volatile Organics; Solid and Chemical Materials - Extractable Organics,
General Chemistry, Metals, Pesticides-Herblddes-PCB's. Volatile Organics

(1)
I.D.

PREFIX
TAG

20.

(2) (3)
SUMMARY STATEMENT OF DEFICIENCIES LABORATORY'S PLAN OF CORRECTION

(Each cotrecflva salon shoJd ba crosc^eferennd lo \he appropriate de&doncy)

Appendix D.2.1(a)(2)(i)/ D.2.2 to NELAC Chapter 5 - Interlaboratory precision not
determined an on-going basis through the use of control charts (Whole Effluent Toxicity).

t^tr'-c /rrnfc/tefr

COMPLETION
DATE

SIGNATURE:

DH FORM 1137. 3/97

Responsible Official

Please see reverse side of form



ENERGY.
ENERGY LABORA TORIES, INC. • P.O. Box 30916 • 1120 South 27th Street • Billings, MT59107-0916

800-735-4489 • 406-252-6325 • 406-252-6069 fax • eli@energylab.com

ENERGY LABORATORIES, INC,-Billings, MT

RESPONSE TO:
NATIONAL ENVIRONMENTAL LABORATORY

ACCREDITATION PROGRAM
ON-SITE LABORATORY ASSESSMENT REPORT

Bureau of Laboratories
Florida Department of Health

Laboratory:
Address:

Energy Laboratories, Inc. - MT
1120 South 27th Street
Billings, MT 59107-0916

I. D. Number:

Date of Assessment:
Response Date:

E87668

February 12-14,2007
May 10, 2007

Reply Prepared by: Cornelius A. Valkenburg, Ph.D.
Quality Assurance Officer
Energy Laboratories, Inc.
Billings, Montana

Page 1 of 5



ENERGY,
ENERGY LABORATORIES, INC. • P.O. Box30916 • 11 20 South 27th Street •Billings, MT59W7-0916

800-735-4489 • 406-252-6325 • 406-252-6069 fax •eli@energylab.com

STATE OF FLORIDA DEPARTMENT OF HEALTH
STATEMENT OF DEFICIENCIES AND PLAN OF CORRECTION

LABORATORY: LAB I.D. NO.: DATE SURVEY COMPLETED: SURVEYOR:

Jorge Vargas, Carl C.
Kircher, Maurice A.

Energy Laboratories, Inc. - MT E87668 February 12-14, 2007 Downer
PARAMETERS SURVEYED:

Drinking Water - Group I Unregulated Contaminants, Group II Unregulated Contaminants, Group III Unregulated
Contaminants, Other Regulated Contaminants, Primary Inorganic Contaminants. Secondary Inorganic Contaminants,

Synthetic Organic Contaminants, Radiochemistry; Non-Potable Water - Extractable Organics, General Chemistry,
Metals, Pesticides-Herbicides-PCB's, Toxicity, Volatile Organics; Solid and Chemical Materials - Extractable Organics,

General Chemistry, Metals, Pesticides-Herbicides-PCB's, Volatile Organics

0)
I.D.

PREFIX
TAG

1.

2.

3.

4.

(2) (3)
SUMMARY STATEMENT OF DEFICIENCIES LABORATORY'S PLAN OF CORRECTION

(Each corrective action should be cross-referenced to the appropriate deficiency)

NELAC 5.4.3.2.1 - A master list or equivalent document control procedure has not been
established to identify the current revision status and distribution of documents in the
quality system and to preclude the use of invalid and/or obsolete documents (Methods
SOP list available does not accurately identify which method version is referred to or if the
method is obsolete).

ELI Reply: Master list will be updated to include current
revision, and date of implementation.

NELAC 5.4.12.1.5(b) - Not all information relating to the laboratory facilities equipment,
analytical test methods, and related laboratory activities is documented (e.g., temperature
readings for mercury not documented, volumetric checks on amber sample bottle used in
EPA 525.2/625/8270 not documented; Whole Effluent Toxicity - Test chambers sizes and
test solution volumes not documented, quantity and type of food to feed test organism not
documented, light intensity not documented and photoperiod not documented).

ELI Reply: Temperature for Hg digestions is being recorded and is
QA verified. For aquatic Toxicity, test condition sheets have
been added to all MET tests. This documents test chamber size,
test solution volumes, quantity and type of feeding to test
organisms, light intensity, photoperiods - all guideline
requirements are spelled out in these condition sheets. All
glassware being used for sample volume measurements is calibrated.

NELAC 5.4.12.2.3 - Laboratory does not take measures to avoid loss or change of
original data in records stored electronically (Spreadsheets used, e.g. inorganics, not
protected or printed to a PDF file were data could not be altered once completed).

ELI Reply: The laboratory IT department is in the process of
reviewing this requirement for electronic data security and will
make the necessary changes.

NELAC 5.4.12.2. 5.3(i) - Analytical records do not include traceability to reagent origin
used (Diazomethane solution not documented, Silica Gel fractionation or cleanup sorbent
e.g. TX 1006/MA-EPH not documented on all batchs).

(4)
COMPLETION

DATE
Note: All

Completed's are
effective 5M 0/07 or

before.
5/30/07

Completed

7/30/07

Completed/
QA verified



ENERGY ENERGY LABORATORIES, INC. • P.O. Box30916» f)'20 South 27th Street •Billings, MT59107-0916
800-735-4489 • 406-252-6325 • 406-252-6069 fax • ell@energylab.com

ELI Reply: Traceability records for all concerns expressed above
have been corrected and QA verified.

NELAC 5.4.12.2.5.3(m) - Analytical records do not include software documentation and
verification (Formulas on spreadsheets used, e.g. inorganics, not validated).

ELI Reply: All excel spreadsheets and similar software used for
data calculations will have formulas verified. Spreadsheets will
also be maintained with revision i and with templates.

NELAC 5.4.12.2.5.3(n) - Analytical records do not include method performance criteria
including expected quality control requirements (TX 1006 for each aliphatic and aromatic).

ELI Reply: Method does not specify QC limits for aliphatic and
aromatic ranges as these are undefined in the petroleum products
used to prepare the QC samples. As this method is not requested
frequently, there is insufficient data to prepare statistical QC
limits. Statistically based limits will be established when
sufficient data points become available.

7/30/07

N/A

7.

8.

9.

10.

11.

NELAC 5.4.12.2.5.4(b) - Records of demonstration of capability for each analyst are not
kept up-to-date (e.g., PCB congeners).

ELI Reply: DOC records for PCB analysts and extractionists are
updated.

NELAC 5.5.4.1 - Deviations from environmental test methods are not documented
(Component std. of I-C5 to 1,2,4-Trimethylbenzene used instead of C8 to 1,2,4-
Trimethylbenzene - MT-GRO, a TFT used instead of 2,5-Dibromotoluene - MA-VPH).

ELI Reply: SOPs will be revised to identify that the surrogate
used is not the recommended surrogate in the referenced method.

NELAC 5.5.4.7.1 (c) - Standard operating procedures for manual calculations and manual
integrations are not available.

ELI Reply: SOP for Manual calculations existed at time of audit.
SOP for Manual integrations has been prepared.

NELAC 5.5.4.7.2(b) - Procedure for protection of electronic data has not been established
and implemented (Not all computer work stations lock-out when not in use).

ELI Reply: IT department will implement lock-out for all computer
stations. Where not possible for older instrument aquistion
computers, access to the laboratory LIMS system will be
limited/disabled.

NELAC 5.5.5.2 - The laboratory does not calibrate and/or verify all equipment to establish
that it meets specified requirements and complies with the relevant standard
specifications, before being put into service (Amber sampling bottle volumetric, used in
EPA 525.2/625/8270, not checked again a NIST traceable Class A volumetric).

ELI Reply: Laboratory has calibrated the glassware indicated
above. Other glassware is also being calibrated.

Completed

5/30/07

Completed

5/30/07

Completed



ENERGY LABORATORIES, INC. 'P.O. Box 30916 • 11 20 South 27th Street •Billings, MT 59107-0916
800-735-4489 • 406-252-6325 • 406-252-6069 fax • eli@energylab.com

12.

13.

NELAC 5.5.5.2.1(d) - The laboratory does not check balances with NIST- traceable
references prior to use on each working day in the expected use range (When weighing
soil samples, e.g. EPA 8260).

ELI Reply: Laboratory verifies balance calibration each weekday.
Notice has been placed on balances stating that for weekend use,
they must be calibration checked before use.

NELAC 5.5.5.2.1 (e) - Mechanical volumetric dispensing devices and burettes (except
Class A glassware) are not checked for accuracy on a quarterly use basis (Glass micro-
liter syringes certificate attesting to established accuracy not available for all extractions
where final volume based on glass syringe for EPA 525.2, 625, 8270. Accuracy for 4-mL
volumetric dispenser for MTBE during EPA 552.2 extraction not checked).

ELI Reply: Volumetric dispenser for MTBE has been calibrated and
quarterly calibration schedule has been assigned. ELI primarily
uses Hamilton and SGE microliter syringes. Calibration of uL
syringes by the laboratory is not practical. Hamilton website
indicates that all syringes are made to within 1% -2% accuracy
tolerances (based on syringe type) and they are ISO9001-2QOO
certified. SGE syringes have similar syringe conformance accuracy
statement on paperwork provided with syringes.
http://www.hamiltoncomDanv.com/svrinaes/faa-
$vrinae.asD#What%20is%20the%20accuracv%20of%20Hamilton%20svrinaes?

Completed

Completed

14.

15.

16.

17.

NELAC 5.5.6.4(c) - Records on reagent and standard preparation are not maintained
(Diazald solution used for herbicides derivatizations not documented).

ELI Reply: Derivitization agents and other reagents documentation
is now included in laboratory preparation records for the method
identified. Reagent documentation is required by the laboratory
QA systems.

NELAC 5.5.9.2 (d) - The laboratory's Chemistry data do not indicate that the quality
control protocols in the test methods manual are being followed (EPA 608 - 3 points initial
calibration for Chlordane, Toxaphene and all Arochlors, no documentation available).

ELI Reply: For EPA method 608, 3 Point calibration has been
prepared for all multicomponent standards mentioned above.

NELAC 5.5.4.1.2(b)(18) - Each test method in the in-house methods manual does not
include or reference identification of data assessment and acceptance criteria for quality
control measures (EPA-VPH, MT-GRO).

ELI Reply: SOPs will be revised to include a QC element sheet for
the VPH and MT GRO methods. QC element sheets have been prepared.

NELAC 5.5.4.1.2(b)(15) - Each test method in the in-house methods manual does not
include or reference calculations (EPA 515.1, 615, 8141, 505, 8082, 525.2).

ELI Reply: Relevant method calculations are provided in referenced
methods. SOPs mentioned above will be reviewed to ensure that
referenced methods are attached.

Completed

Completed

5/30/07

5/30/07
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18.

19.

NELAC 5.1.1 - Additional requirements specified in the mandated test method or
regulation have not been fulfilled:

(1) EPA 245.1 - Continuing calibration verification not limited to 90-110%
recoveries and not to 95 to 105% for midpoint std. after initial calibration -
sec 9.3.4.

(2) EPA 300.0 - Continuing calibration verification not limited to 90-110%
recoveries.

ELI Reply: For EPA method 245.1 a midpoint CCV just following
calibration with 95 to 105% recoveries has been instituted. It
will be monitored for quarterly per auditor recommendations.

For EPA method 300.0 continuing calibration have been historically
at 90-110% and no corrective action is to be taken. If CCV data
is out of specifications the samples are re-analyzed. If data is
reported with failing CCV's it is to be qualified.

Appendix D.2.8(f) to NELAC Chapter 5 - The laboratory does not maintain the test
temperature as specified in the test method (Whole Effluent Toxicity - temperature
exceeding 26°C).

ELI Reply: Incubator temperature was immediately adjusted during
audit. Continuous monitoring records show the incubator to be now
within method specifications.

Completed/
QA Verified

Completed

20. Appendix D.2.1(a)(2)(i)/ D.2.2 to NELAC Chapter 5 - Interiaboratory precision not
determined an on-going basis through the use of control charts (Whole Effluent Toxicity).

ELI Reply: Intralaboratory Control Charts have been prepared per
auditor guidance.

Completed


